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Abstract
Background: With the availability of complete genomes, a systematic inventory of cellular
processes becomes achievable. This requires assessing the function of all individual genes.
Transfection of plasmid DNA into cell culture cells is an essential technique for this aim as it allows
functional overexpression or downregulation of genes. While many robotic systems isolate
plasmids for sequencing purposes, for more demanding applications such as transfections there is
a shortage of robots for the high-throughput isolation of plasmid DNA.

Results: Here we describe a custom-made, automated device, which uses a special protocol to
isolate plasmid DNAs with a purity sufficient for efficient transfections into mammalian cells.
Approximately 1,600 ultra pure plasmids can be isolated in a 96-well plate format within 12 hours.
As a unique feature the robot comprises the integration of a centrifuge instead of expensive
columns, the use of a custom-made pipetting head with a movable gripper, especially designed
shaking platforms and an acetone wash facility.

Conclusion: Using this robot we demonstrate how centrifugation steps with multiple
precipitations, most notably through a precipitation step of SDS in isopropanol, lead to high purity
plasmid DNA and make possible high-throughput transfections into mammalian cells for functional
gene annotations.

Background
After the completion of the sequence from several
genomes including the human the novel field of systems
biology is seeking a thorough functional understanding of
all cellular components [1,2]. To this end it is necessary to
assign functions to an unprecedented number of genes.
The recent finding that the human genome comprises
only about 25,000 genes appears to make a complete
functional inventory easily feasible [3]. However, it is esti-
mated that the number of splice isoforms greatly exceeds
this figure and that most genes harbour multiple func-

tional activities. In addition, the recent introduction of
RNAi libraries facilitates knock-down experiments in cell
culture but the active RNAi sequence cannot be inferred
from the sequence alone making multiple constructs nec-
essary [4,5]. In addition, functional testing of cis-regula-
tory DNA sequences are envisaged in systems biology and
require the construction of numerous reporter plasmids
and their efficient introduction into cells [6]. Moreover,
since many gene activities cannot be assayed in selections
and testing gene pools is often not sensitive enough, func-
tional high-throughput screens of individual genes are
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Layout of the DNA isolation robot (A) and photographic view of the machine (B)Figure 1
Layout of the DNA isolation robot (A) and photographic view of the machine (B). Ax: Rails for x-motion of the pipetting and 
gripper head; Ay: Rail for y-motion of the head; Az: Rail for z-motion of the head; A1, B1: Platforms with heater and shaker for 
96 fold deep-well-plates (DWPs); A2, B2, A3, B3: Platforms with shaker for 96-fold DWPs; Ae, Be: Static platforms for 96-well 
microtiter-plates (MTP); A4, B4: thermo-isolated DWP-platforms cooled to 4°C; A-20, B-20: thermo-isolated DWP-platforms 
with lid cooled to -20°C; C: Centrifuge with 4-fold rotor; Ca: Loading position of the centrifuge; P1, P2: Reservoir of pipetting 
fluid (Room temp); P3: Reservoir of pipetting fluid (4°C); P4, P5: Reservoir of pipetting fluid with integrated stirrer (room 
temp); P6: Reservoir of pipetting fluid with heater up to 80°C; Pk: Movable 96-fold pipetting head; Gp: Gripper integrated into 
the movable head for transporting DWPs; S1: Platform for a 96-fold DWP for loading and withdrawing acetone; S1a: Tiltable 
96-fold pipetting head for supplying acetone; S1b: Tiltable 96-fold pipetting head for withdrawing acetone; S2: Platform for a 96-
fold DWP for withdrawing the bacteria medium; S2a: Tiltable 96-fold pipetting head for withdrawing fluids; V: Ventilation for 
removing acetone vapour; W: Parallel washer for the tips of the 96-fold pipetting head.
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required. Consequently, to achieve these aims robotic
plasmid DNA isolations are needed, which yield DNA
with a purity sufficient for efficient transfections[7]. We
have established an assay for dominant, apoptosis-induc-
ing genes as an example of a function that can only be tar-
geted by a screen in contrast to a selection [8]. This
approach requires an individual DNA isolation, transfec-
tion and functional assay for every cDNA clone of a gene
library [9]. A number of genes were already isolated by
this approach and their analysis demonstrates that they
mediate specific signals for apoptosis [8,10-13]. Recently,
we introduced a transfection robot to increase the
throughput in this screen [14]. However, a robot to isolate
the plasmid DNA from the complex mixture of the bacte-
rial lysates was still lacking. So far, robotic devices yield
plasmid DNA that is only suitable for sequencing, which
is much less demanding on the purity of the DNAs [15-
18]. Here we reveal the construction and use of this cus-
tom-made robot for the isolation of ultra-pure plasmid
DNA for efficient transfections that can be used for many
additional functional high-throughput screens.

Results and discussion
Layout of the robot
Figure 1 presents the layout of the robot platform, which
contains an x-y-z-gantry system (dimensions: 160 × 90 ×
25 cm). This makes the enclosed space accessible for both
the movable pipetting head, which is equipped with
standard 200 µl pipetting tips, and the attached gripper,
which transports the 96-well deep-well plates (DWPs). A
PC-controlled centrifuge (Sigma 4K15R) was incorpo-
rated, which is equipped with a sliding closing in its cover
and allows the gripper to vertically insert and remove 96-
well DWPs. The solutions P1 to P6 are kept in lidded con-
tainers, arranged around the centrifuge, which open only
when the pipetting head arrives for fluid uptake. Opposite
the centrifuge, we have located the S1/S2 pipetting station
that comprises a sucking and a dispensing 96-well head
for acetone and operates independently of the movable
pipetting head to avoid contaminations with acetone.
One additional platform and a separate pipetting head in
this pipetting station are exclusively designated for the
removal of bacteria supernatants. It also contains an inte-
grated ventilation system that eliminates dangerous
vapour concentrations of this ketone. Each robot run han-
dles two sets of four DWPs in parallel as interlaced proc-
esses A and B. The platforms that accommodate these
DWP groups are arranged side-by-side to allow rapid
transport of supernatants between them. Some of the plat-
forms such as A1,2,3 and B1,2,3 are equipped with shak-
ing functions for mixing solutions or for re-suspending
bacteria- and silica-pellets. Platforms A1 and B1 can be
heated to evaporate acetone. Other platforms are inserted
into isolated cooling boxes containing 4°C and -20°C
compartments to facilitate incubations at these tempera-

tures (A5, B5 and A6, B6). Refrigerating machines placed
under the working platform pump cooling fluid through
these cooling boxes. While the 4°C box is unlidded, the -
20°C slot features a PC-controlled cover to reduce the
generation of ice inside the box. A centrally located wash-
ing station for the movable pipetting head is used to clean
the tips after each pipetting step. The interplay of the dif-
ferent robotic parts is directed by a PC. The various sta-
tions of the process were arranged on the platform so that
minimal space is occupied. Consequently, the platforms
were concentrated on one end and the fluid reservoirs
grouped around the centrifuge, next to the pipetting sta-
tion.

Process overview
The robot was specifically tailored to the needs of our par-
ticular DNA isolation protocol, which uses alkaline lysis
of bacteria and binding of plasmid DNA to silica
oxide[19], but deviates from conventional protocols in
that (i) it does not include chaotropic substances for the
binding of DNA to silica oxide, (ii) it removes LPS (endo-
toxin) by co-precipitation with SDS in isopropanol and
(iii) it eliminates further residual impurities by an acetone
wash. Besides the integration of the computer-controlled
centrifuge, a number of additional modifications had to
be introduced compared with the original manual proto-
col to accommodate for the requirements of a robotic sys-
tem [19]. The transfer of the supernatant, for example,
which was formerly accomplished by tilting the plates, is
now performed by the pipetting head. The mixing of solu-
tions and the resuspension is done by dedicated mixing
platforms instead of a vortex machine. For the drying of
the silica pellets we switched from incubations in temper-
ature-controlled incubators to heated platforms and
blowing air from the 96-well pipettor. The acetone wash-
ing process is now performed by a designated set of pipet-
tors. For cooled incubation, lidded containers were
established on the platform, which substitute the refriger-
ator incubations in the previous protocol. During a single
run, incubation- and centrifugation times sum up to
about 90 minutes time of robot inactivity. This time is effi-
ciently used by running a second, interlaced process. In
this way, the overall processing time of one run is
extended from 240 to 270 min, the throughput, however,
is doubled to 768 samples. Prior to the run the platforms
A3 and B3 are manually supplied with eight DWPs con-
taining LB medium with recombinant bacteria. Platforms
A1, B1 and A2, B2 are filled with empty DWPs into which
the solutions with the plasmid DNAs at various stages of
the purification process are transferred. The platforms Ae
and Be contain empty 96-well microtitter plates (MTPs) to
store the final DNA samples. For simplicity only the proc-
ess of one group of plates is described here. The run starts
with the transport of four DWPs from platform A3 to the
centrifuge. After one carrier is loaded the centrifuge auto-
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Plasmid yield of a robot run (A) and comparison of transfection efficiencies of plasmid DNAs isolated by the robot and a com-mercial kit (B)Figure 2
Plasmid yield of a robot run (A) and comparison of transfection efficiencies of plasmid DNAs isolated by the robot and a com-
mercial kit (B). (A) pLantern plasmid DNA was extracted by the robotic system. Probes were chosen randomly from four dif-
ferent plates of processes A and B, 10 µl of plasmid solution per slot were applied to a 1% agarose gel and visualised by 
ethidium bromide staining. Marker lane: 4 µl Smart Ladder (Eurogentec). The highest band (10 kb) is 80 ng, the band at 3 kb 
corresponds to the lowest plasmid band and is 24 ng. (B) Transfection of column-isolated GFP plasmid DNA versus robot-iso-
lated plasmid DNA. 293 cells were transfected with equal amounts of DNA in a 24-well format. After 30 hours phase contrast 
and fluorescent microphotographs were taken at a 100fold magnification with a Zeiss Axiovert S100TV equipped with a FITC-
filter. Arrows denote damaged cells in the transfections.
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matically turns the rotor to the next position and arrests it
by the insertion of a bolt. The gripper can then deposit the
next DWP at defined coordinates. After centrifugation the
plates are transferred to the pipetting station S1/S2 and
the supernatants are removed from the bacteria pellets by
a designated pipetting head. The plates are moved to the
platform A3 and solution P1 is added by the movable
pipettor. The four DWPs are fixed on the platform, which
is pneumatically set into linear vibration with pre-selected
frequency and duration to resuspend the bacteria pellet.
When the fixing bolts are released, the platform is set to its
stop coordinates for access by the pipetting head. After
addition of solution P2, gentle shaking and incubation for
5 min, P3 is added, the solutions are incubated at -20°C
for 5 min, mixed again and after centrifugation the super-
natant is pipetted to a new plate (A2). P4, which contains
SDS in isopropanol, is added, mixed and the plates are
incubated first at 4°C (15 minutes) on platform A4 and
then at -20°C (15 minutes) on platform A-20. After
another centrifugation step the supernatants are removed
and added to new DWPs on platform A1. Silica oxide is
dispensed, mixed and the interaction with the plasmid
DNA facilitated by incubation at RT for 20 minutes. The
plates are again centrifuged and washed twice with ace-
tone with removal of the supernatant at each step. Drying
the silica pellets by blowing air into the 96-well plates
through the pipetting head, their re-suspension in water
(150 µl) and the subsequent centrifugation yields the pure
plasmid DNA in the supernatant, which is pipetted into
MPTs on platform Ae.

Process results
One run takes 270 minutes and purifies 768 DNA samples
from eight 96-well plates in two parallel processes. We
tested the reproducibility of the DNA isolations with the
robot and observed a uniform plasmid DNA yield (Fig.
2A) with 50% of the plasmids in the supercoiled form.
The 260/280 OD ratio is around 1.8 in these preparations.
Final plasmid concentrations are usually 100 ng/µl in 150
µl water. These parameters are routinely measured in
selected samples after each run. Our calculations show
that one DNA plasmid purification costs 5,5 cents/well
which is much less than the costs of commercial columns.
Aliquots were removed at different stages of the process
and investigated for their plasmid DNA content. As
expected, the biggest plasmid loss of about 50% occurs
during the SDS precipitation in P4 (data not shown). To
compare the quality of the plasmids we isolated pLantern,
a GFP expression plasmid using in parallel our robotic sys-
tem and commercially available 96-well silica columns.
The GFP fluorescence and the state of the cells were
assayed after transfection of equal amounts of plasmid
into the cells. Figure 2B reveals that the DNAs from the
commercial columns were less efficiently transfected and
also adversely affected the cells as evident by their detach-

ment and rounding up (arrows). The latter observation is
of crucial importance, since, while transfections with less
well purified plasmid DNA could potentially be obtained
in some cells, the effects of the plasmid DNA can only be
observed if the cells are not damaged by residual bacterial
components[20]. We concluded that our robotic plasmid
preparations are superior both in costs and quality com-
pared to the currently available ways to obtain DNA in a
96-well format.

The DNA isolation robots presented here complements
the transfection robot that we have described earlier[14].
Both together establish a high-throughput screen for the
determination of individual gene activities. Irrespective of
whether this more conventional way of introducing DNA
into cells is used or recently described transfection alterna-
tives such as reverse transfetions on microarrays, both
require the purification of DNA in a high-throughput for-
mat and justify the set-up of such a DNA isolation robot
[21]. We have already used this robot to screen for apop-
tosis inducing genes and isolated several genes that cause
cell death.

Potential further developments of this robot will address
the miniaturisation of the process. Also, magnetic beads
could replace the use of the centrifuge, although our pre-
liminary results implicate that commercially available
beads still co-purify a considerable amount of contamina-
tions (not shown) and consequently require improve-
ments.

Conclusion
A robot for the isolation of plasmid DNA with high purity
has been developed. It is tailored to our protocol of plas-
mid isolation that uses centrifugations steps instead of
expensive columns. Purification in this protocol is
achieved by multiple precipitations, most notably though
a precipitation step of SDS in isopropanol, which removes
endotoxins from the bacterial lysates. Systematic func-
tional gene annotations necessitate efficient high-
throughput transfections into mammalian cells. This
requires higher quality DNA than those obtained with
robots currently used to isolate plasmid DNA for sequenc-
ing reactions. Thus, our robot extracts ultra-pure plasmid
DNA from the complex mixture of bacterial lysates and
makes possible functional high-throughput screens based
on iterative cell transfections.

Methods
The following section comprises a brief explanation of the
technical features. Additional details can be obtained
online in the supplementary information [see Additional
file 1].
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The gantry system
A five axis-gantry robot with stepping motors (working
field x = 160 cm y = 90 cm, z = 25 cm) moves the main
pipetting head mounted on the z-sled (Z1, see supple-
mentary information). The 96-tip pipettor is the same as
the one used in our transfection robot [14]. It has access
to all platform positions. Its movable rollers are control-
led by the 4th axis of the gantry system (Z2). The 5th axis
moves the S1/S2 pipettors up and down (Z3). The five
axes are driven by the gantry robot controller, which is
operated by ASCII strings from the PC via the serial1 inter-
face. The resolution of the x- and y-axis is 10 steps/mm,
that of the spindle-driven is z-axes 80 steps/mm. Maxi-
mum speed is 8000 steps/sec. A pneumatically operated
gripper for the transport of the 96-well plates between the
locations of the working platform is attached to the Z1-
sled immediately behind the pipetting head. A two-step z-
move is used for the operation of the gripper. The z1 sled
moves the gripper to the z1 base position and a built-in
pneumatic cylinder drives it further down a fixed distance
of 20 cm to the DWP-gripping or -releasing position.

Wash station for pipetting tips
The tips of the 96 main pipetting head are manually
plugged onto Gilford type holder cones and arranged in
an 8 × 12 matrix of 9 mm tip distance. The tips are cleaned
in a tip washing station in-between pipetting tasks. The
washing station consists of 96 vertical tubes through
which cleaning water can be pumped upwards. For clean-
ing, the 96 tips of the head are inserted into the washing
tubes. When the water pump is switched on, the up-flow-
ing water cleans the outside of the tips. Simultaneously,
cleaning fluid is sucked into the interior of the tips. The
contaminated water overflowing at the top of the tubes is
drained away into a waste container. The tips are moved
out of the washing tubes and positioned over the gaps
between the tubes where the contaminated fluid is blown
out and drained away. Such cleaning cycles can be pro-
grammed as required, each lasting about 5 seconds. As
fresh water is used only when the tips are inserted into the
washing tubes, it ensures low consumption of cleaning
water.

PC-controlled centrifuge
A PC-controlled cooled centrifuge (Sigma 4K15 robotic;
Sigma, Osterode, Germany) for the simultaneous centrif-
ugation of four 96-well DWPs was incorporated into the
robot. The centrifuge is controlled by ASCII-string com-
mands via the serial 2 interface of the PC. Automatic load-
ing and unloading is performed through a hatch in the
centrifuge lid. At the start of the centrifugation process the
centrifuge is checked for imbalance. If an imbalance has
been detected the centrifuge stops, an alarm is triggered
and the program execution is set to "wait". The system

supervisor may then manually balance the DWPs and
continue the process execution.

Pipetting station S1/S2
The z-motion (Z3) of the three pipetting heads of the sta-
tion S1/S2 is controlled by the gantry robot controller.
They work in accordance with the "suction-pressure" prin-
ciple [14]. Suction and pressure are generated in a shared
air tube, which branches out into the 96 pipetting tips.
This simple principle allows the dispensing and take-up of
equal volumes of fluid and works well with tubes of iden-
tical length between the common tube and the pipetting
tips. The gripper transport system transfers the DWPs to
the pipetting station platforms S1 and S2. Platform S2
serves as suction station independent of the main pipet-
ting head. It is used for removing the high volume of bac-
teria supernatant after the first centrifugation. On
platform S1 acetone is dispensed and removed to wash
the plasmid DNAs. The 96-fold pipetting head S1a and
the joined heads S1b and S2a are swung out when a DWP
is delivered by the gripper and placed on S1. The cover is
opened, the cooled acetone vessel moves up and the
pipetting head S1a is lowered until the tips are immersed
into the acetone. By a short suction pulse about 200 µl
acetone is taken up by the tips. The head is moved up,
swung over the DWP, moved down until the tips enter the
top of the wells and the acetone is blown out by a smooth
pressure pulse. Cooling of the acetone is required in order
to reduce the acetone vapour pressure. For acetone
removal the DWP is also placed on S1, the head S1b is
moved over the DWP, lowered down until the tips are
immersed into the acetone supernatant and the superna-
tant is taken up by a short suction pulse. S1b is moved up,
swung over the waste uptake S1w and the content of the
pipetting tips is blown out. The number of suctions, the
depth of immersion and the strength and duration of the
suction pulses are experimentally determined. The com-
plete acetone washing process consists of: Transport of the
DWPs containing the silica pellets to the S1 platform
(removal of acetone if acetone has been added in a previ-
ous step), addition of 400 µl acetone, transport to the A1/
B1 platform, shaking and transport to the centrifuge for
centrifugation.

Fluid supply vessels
The six fluid supply vessels P1 – P6 consist of delrin plastic
holders and polyetylene insert vessels, which can be filled,
emptied and cleaned outside the robot. All vessels are cov-
ered by pneumatically operated lids. The functional space
(FSP) below the insert vessels allows the insertion of addi-
tional elements like stirrers, coolers and heaters. The FSPs
of P4 and P5 contain electronic stirrers. P3 is equipped
with a cooling element that is supported by the 4°C
cooler. P6 contains an electrically driven 60°C heater. The
FSPs of P1 and P2 are empty as unstirred fluids at room
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temperature are provided. The insert vessels of P3 and P6
are made of stainless steel for improved thermal contact.

Safety features of the robot
Operator collisions with the moving robot elements are
dangerous. Therefore, the work area is enclosed using
transparent macrolon safety screens. If these screens are
opened during a run, processing is immediately paused
and an alarm is triggered until the windows are closed
again. The correct program execution is controlled by
numerous error detectors on the head, the gripper, the
platforms, the thermometers and manometers. Malfunc-
tions immediately trigger an alarm via the parallel I/O
bits. The system is set to wait until the operator decides
how to proceed. A coordinate test of the movable pipettor
ensures correct positioning and prevents collisions. One
of the pipetting tips activates a test pin at defined coordi-
nates within the work area. If the pin is not hit an x-y fail-
ure alarm is triggered. The accuracy of the z-axis is tested
via a micro switch operated via the pin. By stepwise
upward movement of the tip the system checks whether
the micro switch switches back at the expected z test coor-
dinate. The manual activation of an emergency switch by
the operator immediately stops the movement of the gan-
try axes by disconnecting the power supply. During ace-
tone washing and evaporation dedicated ventilation at the
S1/S2 and the A1 and B1 platforms minimizes the danger-
ous concentrations of acetone in the work area.

Software for system processing and teaching
The PC operating system is Windows 2000 Professional.
The programmes for BASY96 system processing and
teaching are written in Agilent VEE, a graphical program-
ming language. The program is structured into about 340
functions (subroutines), which are repeatedly called dur-
ing the process execution. The processing software used is
dedicated to the control of the two interlaced high-
throughput isolation processes. Programme changes by
the user are not supported. A separate teaching pro-
gramme can be used to define the x, y, z1, z2, z3 coordi-
nates of the fluid vessels and the coordinates of the DWP
platforms and the centrifuge.

Cooling platforms and cooling fluid
Cooling to temperatures below 0°C requires prevention
of water condensation and ice generation. For low tem-
perature processing tasks, a special 4°C cooling box and a
-20°C compartment are installed on the work area. Each
compartment is constructed as a cooling tray. It is isolated
using hard foam and provides space for 8 DWPs. The tray
structure prevents condensation caused by airflow and
allows access of the gripper from the top. The top of the -
20°C compartment is covered with an automatically
operated lid.

Shaking platforms
As the centrifuge allows the simultaneous centrifugation
of 4 DWPs, the platforms of the work area are likewise
designed for the uptake of 4 DWPs. To avoid time-con-
suming transport and queues by having only one dedi-
cated shaking station for the frequent shaking steps during
processing the platforms that require shaking were
designed as shaking platforms. Both shaking and locking
of the DWPs is performed by pneumatic cylinders. Each
An/Bn shaking platform pair has an electronic hardware
controller where the pre-selection of shaking frequencies
is set. Via the PC program two pre-defined shaking fre-
quencies can be activated by setting or resetting two con-
trol bits. When switched on, the shaking runs
independently of the PC until switched off. In between
the program can attend to other tasks on the work plat-
form. The A1/B1 shaking platforms are additionally
equipped with heating foils for speeding up the evapora-
tion of acetone.

PC and electronic hardware
The PC hardware consists of a midi tower standard IBM
compatible personal computer with a Pentium 4 CPU.
The 5-axis gantry system (ELBAG Electronics, Weisel, Ger-
many) and the communication with the centrifuge are
controlled via the serial 1 port and the serial 2 port,
respectively. Two additional 48 bit parallel I/O interface
boards (ME 1400B, Meilhaus Electronic, Puchheim, Ger-
many) are connected to the PCI bus. The 96 control bits
programmed as outputs or inputs are used for controlling
the function of the pipetting head, the gripper, the plat-
forms, the fluid vessels, the S1/S2 station and the pipet-
ting tip washing station. Additional interface boxes
between the I/O boards and the work area house general
buffer amplifiers, the shaking platform electronics and the
5 V to 24 V output level converters. A ten button operation
box allows the manual up- and down-motion of the five
gantry axes and is used for teaching the system.

Molecular biology experiments
Plasmids were introduced and grown up in E-coli SURE
cells (Stratagene). Plasmid DNA was quantified by the
ODs at 260 and 280 nm by a Pharmacia GeneQuant pho-
tometer. The commercial mini columns (Qiagen) as the
most directly comparable system were used to isolate the
plasmid DNA according to the manufacturer's recommen-
dations. P1–P5 are the solutions described in Neudecker
et al., 2000. P3 is cooled to 4°C, P4 and P5 are stirred to
keep silica oxide and SDS resuspended. 293 cells (human
embryonic kidney cells) were used in the transfection
experiments and were kept in standard DMEM medium
with 5% FCS. The transfection protocol was as described
in ref 14.
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List of abbreviations
SDS, sodium dodecylsulfate; GFP, Green fluorescent pro-
tein; DWP, deep well plates; OD, optical density; PC, per-
sonal computer, cDNA, complimentary DNA; DNA,
desoxyribonucleic acid, RNA, ribonucleic acid; MTP, mul-
tititter plate;

Authors' contributions
SG and VK conceived and designed the study and drafted
the manuscript. VK constructed the robots. G.S contrib-
uted the transfections and DNA isolation results. All
authors read and approved the final manuscript.

Additional material

Acknowledgements
The excellent technical assistance of Frank Voss greatly contributed to this 
work. The skilful and enthusiastic cooperation of Martin Wied and his edu-
cational mechanic workshop of the MPI is thankfully acknowledged. This 
work was supported by the Bavarian Government, Xantos Biomedicine 
AG, Roche Diagnostics and the British Government/Department of Health.

References
1. Venter JC, Adams MD, Myers EW, Li PW, Mural RJ, Sutton GG, Smith

HO, Yandell M, Evans CA, Holt RA, Gocayne JD, Amanatides P,
Ballew RM, Huson DH, Wortman JR, Zhang Q, Kodira CD, Zheng
XH, Chen L, Skupski M, Subramanian G, Thomas PD, Zhang J, Gabor
Miklos GL, Nelson C, Broder S, Clark AG, Nadeau J, McKusick VA,
Zinder N, Levine AJ, Roberts RJ, Simon M, Slayman C, Hunkapiller M,
Bolanos R, Delcher A, Dew I, Fasulo D, Flanigan M, Florea L, Halpern
A, Hannenhalli S, Kravitz S, Levy S, Mobarry C, Reinert K, Remington
K, Abu-Threideh J, Beasley E, Biddick K, Bonazzi V, Brandon R, Cargill
M, Chandramouliswaran I, Charlab R, Chaturvedi K, Deng Z, Di
Francesco V, Dunn P, Eilbeck K, Evangelista C, Gabrielian AE, Gan W,
Ge W, Gong F, Gu Z, Guan P, Heiman TJ, Higgins ME, Ji RR, Ke Z,
Ketchum KA, Lai Z, Lei Y, Li Z, Li J, Liang Y, Lin X, Lu F, Merkulov
GV, Milshina N, Moore HM, Naik AK, Narayan VA, Neelam B, Nussk-
ern D, Rusch DB, Salzberg S, Shao W, Shue B, Sun J, Wang Z, Wang
A, Wang X, Wang J, Wei M, Wides R: The sequence of the human
genome.  Science 2001, 291:1304-1351.

2. Lander ES, Linton LM, Birren B, Nusbaum C, Zody MC, Baldwin J,
Devon K, Dewar K, Doyle M, FitzHugh W, Funke R, Gage D, Harris
K, Heaford A, Howland J, Kann L, Lehoczky J, LeVine R, McEwan P,
McKernan K, Meldrim J, Mesirov JP, Miranda C, Morris W, Naylor J,
Raymond C, Rosetti M, Santos R, Sheridan A, Sougnez C, Stange-
Thomann N, Stojanovic N, Subramanian A, Wyman D, Rogers J, Sul-
ston J, Ainscough R, Beck S, Bentley D, Burton J, Clee C, Carter N,
Coulson A, Deadman R, Deloukas P, Dunham A, Dunham I, Durbin
R, French L, Grafham D, Gregory S, Hubbard T, Humphray S, Hunt
A, Jones M, Lloyd C, McMurray A, Matthews L, Mercer S, Milne S,
Mullikin JC, Mungall A, Plumb R, Ross M, Shownkeen R, Sims S,
Waterston RH, Wilson RK, Hillier LW, McPherson JD, Marra MA,
Mardis ER, Fulton LA, Chinwalla AT, Pepin KH, Gish WR, Chissoe SL,
Wendl MC, Delehaunty KD, Miner TL, Delehaunty A, Kramer JB,
Cook LL, Fulton RS, Johnson DL, Minx PJ, Clifton SW, Hawkins T,
Branscomb E, Predki P, Richardson P, Wenning S, Slezak T, Doggett

N, Cheng JF, Olsen A, Lucas S, Elkin C: Initial sequencing and
analysis of the human genome.  Nature 2001, 409:860-921.

3. Abdellah Z, Ahmadi A, Ahmed S, Aimable M, Ainscough R, Almeida J,
Almond C, Ambler A, Ambrose K, Ambrose K, Andrew R, Andrews
D, Andrews N, Andrews D, Apweiler E, Arbery H, Archer B, Ash G,
Ashcroft K, Ashurst J, Ashwell R, Atkin D, Atkinson A, Atkinson B,
Attwood J, Aubin K, Auger K, Avis T, Babbage A, Babbage S, Bacon J:
Finishing the euchromatic sequence of the human genome.
Nature 2004, 431(7011):931-945.

4. Berns K, Hijmans EM, Mullenders J, Brummelkamp TR, Velds A,
Heimerikx M, Kerkhoven RM, Madiredjo M, Nijkamp W, Weigelt B,
Agami R, Ge W, Cavet G, Linsley PS, Beijersbergen RL, Bernards R:
A large-scale RNAi screen in human cells identifies new com-
ponents of the p53 pathway.  Nature 2004, 428(6981):431-437.

5. Paddison PJ, Silva JM, Conklin DS, Schlabach M, Li M, Aruleba S, Balija
V, O'Shaughnessy A, Gnoj L, Scobie K, Chang K, Westbrook T,
Cleary M, Sachidanandam R, McCombie WR, Elledge SJ, Hannon GJ:
A resource for large-scale RNA-interference-based screens
in mammals.  Nature 2004, 428(6981):427-431.

6. Ideker T, Galitski T, Hood L: A new approach to decoding life:
systems biology.  Annu Rev Genomics Hum Genet 2001, 2:343-372.

7. Ehlert F, Bierbaum P, Schorr J: Importance of DNA quality for
transfection efficiency.  Biotechniques 1993, 14(4):546.

8. Albayrak T, Scherhammer V, Schoenfeld N, Braziulis E, Mund T, Bauer
MK, Scheffler IE, Grimm S: The Tumor Suppressor cybL, a Com-
ponent of the Respiratory Chain, Mediates Apoptosis Induc-
tion.  Mol Biol Cell 2003, 14(8):3082-3096.

9. Grimm S: The art and design of genetic screens: mammalian
culture cells.  Nat Rev Genet 2004, 5(3):179-189.

10. Bauer MKA, Schubert A, Rocks O, Grimm S: Adenine nucleotide
translocase-1, a component of the permeability transition
pore, can dominantly induce apoptosis.  J Cell Biol 1999,
147(7):1493-1502.

11. Mund T, Gewies A, Schoenfeld N, Bauer MK, Grimm S: Spike, a
novel BH3-only protein, regulates apoptosis at the endoplas-
mic reticulum.  Faseb J 2003, 17(6):696-698.

12. Schoenfeld N, Bauer MK, Grimm S: The metastasis suppressor
gene C33/CD82/KAI1 induces apoptosis through reactive
oxygen intermediates.  Faseb J 2004, 18(1):158-160.

13. Gewies A, Grimm S: UBP41 is a proapoptotic ubiquitin-specific
protease.  Cancer Res 2003, 63(3):682-688.

14. Grimm S, Kachel V: Robotic high-throughput assay for isolating
apoptosis-inducing genes.  Biotechniques 2002, 32(3):670-677.

15. Marziali A, Willis TD, Federspiel NA, Davis RW: An automated
sample preparation system for large-scale DNA sequencing.
Genome Res 1999, 9(5):457-462.

16. Elkin CJ, Richardson PM, Fourcade HM, Hammon NM, Pollard MJ,
Predki PF, Glavina T, Hawkins TL: High-throughput plasmid puri-
fication for capillary sequencing.  Genome Res 2001,
11(7):1269-1274.

17. Itoh M, Kitsunai T, Akiyama J, Shibata K, Izawa M, Kawai J, Tomaru Y,
Carninci P, Shibata Y, Ozawa Y, Muramatsu M, Okazaki Y, Hayashizaki
Y: Automated filtration-based high-throughput plasmid
preparation system.  Genome Res 1999, 9(5):463-470.

18. Meldrum D: Automation for genomics, part one: preparation
for sequencing.  Genome Res 2000, 10(8):1081-1092.

19. Neudecker F, Grimm S: High-throughput method for isolating
plasmid DNA with reduced lipopolysaccharide content.  Bio-
techniques 2000, 28(1):107-109.

20. Neyns B, De Rijcke M, Vermeij J, Teugels E, Zeinoun Z, De Greve J:
Contaminants within bacterial plasmid preparations trigger
apoptosis in liposome transfected OVCAR3, but not in
SKOV3 or AZ224 human ovarian cancer cells.  Cell Biol Int
:715-723.

21. Ziauddin J, Sabatini DM: Microarrays of cells expressing defined
cDNAs.  Nature 2001, 411(6833):107-110.

Additional File 1
Additional, detailed information on the robot can be obtained in the sup-
plementary file [see Additional file 1].
Click here for file
[http://www.biomedcentral.com/content/supplementary/1472-
6750-6-9-S1.pdf]
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