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Dense coverage of DNA by proteins is a ubiquitous feature 
of cellular processes such as DNA organization, replication 
and repair. We present a single-molecule approach capable of 
visualizing individual DNA-binding proteins on densely covered 
DNA and in the presence of high protein concentrations. Our 
approach combines optical tweezers with multicolor confocal 
and stimulated emission depletion (STED) fluorescence 
microscopy. Proteins on DNA are visualized at a resolution of 
50 nm, a sixfold resolution improvement over that of confocal 
microscopy. High temporal resolution (<50 ms) is ensured by 
fast one-dimensional beam scanning. Individual trajectories of 
proteins translocating on DNA can thus be distinguished and 
tracked with high precision. We demonstrate our multimodal 
approach by visualizing the assembly of dense nucleoprotein 
filaments with unprecedented spatial resolution in real time. 
Experimental access to the force-dependent kinetics and 
motility of DNA-associating proteins at biologically relevant 
protein densities is essential for linking idealized in vitro 
experiments with the in vivo situation.

Single-molecule studies have greatly enhanced our understand-
ing of life at the molecular scale1,2. However, to obtain a high 
enough sensitivity and resolution for single-molecule studies, 
restrictive experimental conditions such as low protein density 
usually need to be imposed. Great challenges lie in overcom-
ing these restrictions and performing experiments that reveal 
life at the single-molecule level in conditions similar to those 
in living cells.

Force spectroscopy3 and fluorescence microscopy2,4 provide 
access to global mechanical information and local structural 
information5, respectively, of single DNA-protein complexes6. 
The combination of wide-field fluorescence microscopy and opti-
cal tweezers enables localization of labeled proteins on optically 
stretched DNA with sub–10-nm precision5,7,8. Confocal fluores-
cence microscopy has also been integrated with optical tweezers, 
which allows analysis of fluctuations in fluorescence intensity 
within a fixed confocal volume9–11. Yet confocal imaging of opti-
cally trapped DNA remains unexploited despite its potential to 
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resolve local binding, activity and motility of biomolecules on 
DNA at high concentrations of labeled protein in solution.

By providing nanoscale images from dense molecular environ-
ments, super-resolution fluorescence microscopy has prepared 
the foundation for carrying out single-molecule experiments at 
higher molecular density12. STED13 confocal nanoscopy stands 
out because it is a photon-efficient super-resolution technique in 
the sense that it requires many fewer photons per unit of time to 
probe molecular information than its spatially stochastic coun-
terparts12. Thus, by facilitating fast imaging, STED nanoscopy 
should allow direct observation of protein dynamics on DNA. 
Additionally, great progress has been made in the last few years 
to neutralize elevated photobleaching induced by the STED beam, 
including the development of triplet relaxation approaches14,15 
and the use of reductive-oxidative system (ROXS) buffers16.

Here we present a multimodal approach capable of elucidating 
the dynamics and mechanochemistry of complex cellular proc-
esses at high protein concentrations in solution on densely cov-
ered DNA. To this end, we designed an instrument that combines 
(i) optical tweezers, to control the conformation and tension on 
the DNA; (ii) beam-scanning confocal fluorescence microscopy, 
to image protein dynamics on DNA in a background of fluo-
rescently labeled proteins; and (iii) one-dimensional (1D) STED 
nanoscopy, to distinguish individual labeled proteins and protein 
filaments at high protein density on DNA.

RESULTS
Experimental setup
Our experimental assay is based on a bacteriophage λ DNA mol-
ecule tethered between two optically trapped microspheres17 
(Fig. 1a). For optical trapping, two orthogonally polarized laser 
beams are focused by a 1.27–numerical aperture (NA) water-
immersion objective (Fig. 1b and Online Methods). Force is 
measured on both microspheres18, which allows enhancement 
of the force resolution through differential force detection19. For 
fluorescence microscopy, a pulsed laser system is used that pro-
vides both the STED and excitation pulses. A binary phase plate20, 
inserted in the path of the STED beam, enables 1D STED13.  
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2D and 3D STED are also possible using alternative schemes 
(Online Methods). Optical manipulation can force DNA into a 
1D configuration such that confocal beam scanning is required 
in only one dimension; the scan rate is limited by a tip-tilt piezo 
stage to 200 Hz. We used relatively large (3.2-µm-diameter) 
microspheres to spatially separate the fluorescent labels on the 
DNA-protein complexes from the trapping beams. This separa-
tion prevents photobleaching due to the simultaneous presence 
of fluorescence excitation and trapping laser beams9,21, and it 
simplifies instrument design and operation compared to the pre-
viously reported method of temporal separation11.

Force spectroscopy with optical tweezers
DNA-dumbbell constructs were created in situ22 and character-
ized by force-distance analysis (Fig. 2a). To test the performance 
of force spectroscopy with large microspheres, we quantified the 
resolution of our optical tweezers while stretching λ DNA. The 
force and position fluctuations, respectively ∆Frms and ∆xrms, were 
determined for the individual microspheres in each trap as well 
as for differential detection19 (Fig. 2a). The measured resolution, 
on the order of 0.1 pN or 0.2 nm, was in good agreement with the 
ab initio–calculated resolution limit set by thermal fluctuation of 
the dumbbell (Fig. 2a and Online Methods). For comparison, the 
resolution limit for widely used 900-nm-diameter microspheres 
was merely about twofold better.

Multicolor confocal imaging and background rejection
To demonstrate the confocal imaging capabilities of our instru-
ment and to confirm single-fluorophore sensitivity, we imaged 
a range of fluorescent dyes on DNA (Fig. 2b–f). The instru-
ment could reliably detect single fluorophores of Atto 647N, 
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Figure 1 | Experimental layout. (a) Schematic 
of the measurement assay showing two optically 
trapped microspheres tethered by DNA. An 
excitation (EXC) beam (and superimposed STED 
beam) that is scanned over the DNA is shown 
in green. (b) Experimental setup showing beam 
paths and crucial components. For optical 
trapping (1,064 nm, dark red), two orthogonally 
polarized optical traps are independently 
steered using tip-tilt mirrors (M1 and M2), and 
microsphere displacements are measured on 
two position-sensitive detectors (PSDs) using 
back-focal-plane interferometry. The microsphere-to-microsphere distance is obtained from LED-illuminated complementary metal-oxide semiconductor 
(CMOS) camera images (875 nm, purple). For fluorescence, one laser system supplies STED (745-nm, violet) and excitation beams (640 nm, 543 nm and 
467 nm, respectively red, green and blue, filtered from a supercontinuum spectrum (SC) using an acousto-optical tunable filter (AOTF)). These beams are 
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Figure 2 | Force spectroscopy and confocal fluorescence microscopy.  
(a) Experimental force-distance curve of λ DNA in PBS. The dashed curve 
shows the extendible wormlike-chain model calculated using a persistence 
length of 55 nm, a contour length of 16.5 µm and a stretching modulus 
of 1,350 pN. DNA overstretching occurs near 65 pN. Inset, measured 
(symbols, s.d.) and calculated (curves) force and position noise (∆F and 
∆x, respectively) as a function of measurement bandwidth (average trap 
stiffness = 0.57 pN/nm; F = 25 pN). Red, blue and gray, noise for single-
bead detection; black, noise for differential detection; solid curves,  
3.2-µm-diameter microspheres; dashed curves, 0.9-µm-diameter 
microspheres. (b) Confocal microscopy image of Sytox Orange–labeled 
λ DNA between two 3.2-µm microspheres (excitation (exc.), 543 nm). 
(c–e) Confocal microscopy images of individual EcoRV–Atto 647N (c; exc., 
640 nm), Sytox Orange dyes (d; exc., 543 nm) and EGFP-labeled proteins 
(e; exc., 467 nm). (f) Simultaneous multicolor imaging of Sytox Orange, 
Sytox Blue and BsoBI–Atto 647N. (g,h) Confocal microscopy images of 
individual BsoBI–Atto 647N restriction enzymes bound specifically to 
optically stretched λ DNA in the absence (g) and presence (h) of 100 nM 
of free Atto 647N NHS-ester (the local concentration in the flow cell is 
estimated to be lower owing to adsorption, approximately 40 nM). Scale 
bars, 1 µm. The typical frame rate for a 25 µm × 2 µm field of view using 
100-µs dwell time per 75-nm pixel is 1 Hz.
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Sytox Orange and EGFP (Fig. 2c–e and Supplementary Fig. 1). 
Simultaneous multicolor imaging enables more complex, multi-
component biomolecular studies (Fig. 2f). Notably, no elevated 
photobleaching rate was observed near the optically trapped 
microspheres during confocal imaging (Fig. 2b–f).

To qualitatively test background rejection in our confocal imag-
ing layout, we imaged Atto 647N–labeled proteins on DNA in 
the absence (Fig. 2g) or presence (Fig. 2h) of free dye in solution 
(~40 nM Atto 647N NHS-ester). With a 1-ms integration time, we 
estimated the upper limit of background concentration for which 
we could obtain single-molecule sensitivity to be about 100 nM, 
which is approximately 1–2 orders of magnitude higher than the 
typical limit for wide-field imaging.

STED nanoscopy of proteins on DNA
We employed STED to perform subdiffraction imaging in optical 
tweezers. STED allows fast imaging on DNA at a rate that is ulti-
mately limited by the scanning speed and the rate of fluorescence 
emission. For STED, we used a focal-intensity distribution that 
features a 1D central line of nearly zero intensity20 (Fig. 3a–d and 
Online Methods) rather than a central zero point of a doughnut-
shaped distribution23. By orienting the zero line perpendicular 
to the stretched DNA, we enhanced the spatial resolution along 
the length of the DNA only. This 1D-STED scheme renders 1D 
line scanning far less sensitive to lateral DNA fluctuations, mis-
alignment or drift between the optical trapping and fluorescence 
imaging systems than does a doughnut.

A comparison of confocal and STED images of Atto 647N–
labeled restriction enzymes specifically bound to optically 
stretched DNA demonstrated the clear resolution enhancement 
along the DNA that STED provides (Fig. 3e–g). Notably, no 

significant additional DNA nicking was observed during STED 
imaging (Supplementary Note 1).

Precise control of tension on the DNA is important to achieve 
high-resolution imaging. Thermal fluctuations of suspended DNA 
will blur the images taken of DNA-bound proteins5. However, the 
amplitude of such fluctuations can be reduced by applying tension  
to the DNA using optical tweezers. We found that reducing the 
DNA tension from 30 pN to 0.4 pN completely abolished the 
ability of STED nanoscopy to resolve two DNA-bound proteins 
in close proximity (Fig. 3h). We measured the full-width at half-
maximum (FWHM) of STED images of single Atto 647N–labeled 
proteins as a function of applied force, and the results revealed 
a loss of effective resolution at forces below ~5 pN. Our data 
are well-described by a model (Fig. 3h) that convolves the opti-
cal resolution with estimated longitudinal DNA fluctuations  
(Online Methods).

We further characterized the scaling of resolution with STED 
power (PSTED) by imaging restriction enzymes on optically 
stretched DNA (Fig. 3g). At PSTED = 26 mW, we obtained a FWHM 
resolution of 50 ± 5 nm (s.e.m.) corresponding to a sixfold resolu-
tion enhancement over that of confocal imaging under the same 
conditions (given by the water-immersion lens and the aqueous 
medium). The scaling of resolution with PSTED is well described 
by taking into account the blurring due to thermal fluctuation of 
the DNA (Fig. 3g, Online Methods and Supplementary Fig. 2). 
Most notably, the gain in resolution allows the imaging of DNA-
protein complexes in optical tweezers at a resolution comparable 
to the persistence length of DNA.

To characterize photobleaching, we counted the number of 
photons collected from individual Atto 647N fluorophores on 
optically stretched DNA before bleaching (Fig. 3i). For confocal 
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Figure 3 | Characterization of STED nanoscopy  
of proteins on optically stretched DNA.  
(a–d) Focal-intensity distributions of the  
640-nm excitation (a,b) and 745-nm STED  
beam (c,d) imaged in the xy (a,c) and xz (b,d)  
planes. Scale bars, 500 nm. (e,f) Confocal  
microscopy (e) and subsequent STED image  
(f; power PSTED = 6 mW) of EcoRV–Atto 647N on λ DNA.  
Scale bars, 1 µm. (The ellipticity of the intensity  
distributions in e is likely due to linear polarization of the excitation light, lateral DNA fluctuations5 or aberrations associated with residual tilt of the 
coverglass with respect to the water-immersion lens.) (g,h) Scaling of effective resolution with PSTED (g; F = 4 pN) and with force (h; PSTED = 4 mW), 
showing the average FWHM (〈n〉 = 9.7) of Gaussian fits to intensity profiles obtained from BsoBI–Atto 647N and EcoRV–Atto 647N on DNA (vertical  
error bars, s.e.m.; horizontal error bars (h only), s.e. = 0.2 pN). Solid lines, fits to data; dashed line, amplitude of longitudinal DNA fluctuations  
(Online Methods). The insets show projected intensity profiles of Atto 647N–labeled enzymes on DNA for the DNA section indicated by the dashed 
lines in e (g, blue) and f (g, red) and for PSTED = 4 mW at 0.4-pN (h, black) and 30-pN (h, red) tension. (i) Average number of photons detected from 
individual fluorophores before photobleaching (s.e.m., 〈n〉 = 43), obtained from exponential fits of photon-count distributions as in the inset, for Tris 
(gray) and reductive-oxidative system (red) buffers at PSTED = 0 mW, 6 mW and 16 mW.
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imaging in Tris buffer, about 55,000 photons could be collected. 
For STED imaging, however, about one and two orders of mag-
nitude fewer photons were collected for PSTED = 6 mW (87-nm 
FWHM) and PSTED = 16 mW (64-nm FWHM), respectively, 
a signal reduction that is comparable to that observed under 
two-photon excitation24. We note that in our case, some of the 
photobleaching may also be due to the fact that in our high-NA 
water-immersion system, the STED focal intensity was not per-
fectly 0 at the minimum: a deviation that starts having an effect 
at higher STED powers. Hence, further optimization of the STED 
focal beam, which in the water immersion case critically relies 
on the coverglass tilt with respect to the lens, may increase the 
photon yield further. Nevertheless, it is important to note that the 
500–5,000 photons collected per fluorophore (at 64-nm FWHM 
to 87-nm FWHM, respectively) are sufficient for imaging up to 
50–500 frames, thereby allowing nanoscale observation of protein 
dynamics over extended periods of time (see below). By using 
antibleaching buffer ROXS (Online Methods and Supplementary 
Fig. 3), we could increase the number of collected photons about 
two- to threefold (i.e., to ~1,000 photons at 64-nm FWHM).

Next we explored the localization precision of proteins for 
confocal and STED imaging by acquiring kymographs of immo-
bilized restriction enzymes on DNA (Fig. 4a). For comparison, 
we also imaged a protein that undergoes 1D diffusion on DNA 
(Fig. 4b). We tracked the position of these proteins and calculated 
the power-spectral density of fluctuations in the tracked position 
(Fig. 4c). Whereas a diffusing protein exhibited a power spec-
trum with 1/f 2 frequency (f ) dependence, which is characteristic 
for free diffusion, immobilized proteins exhibited a frequency- 
independent power spectrum. The latter power spectra represent the 
experimental noise floor for particle tracking. Notably, 1D-STED 
imaging provided an enhanced localization precision (i.e., lower 
noise floor) compared to confocal imaging, enabling observation of 
protein translocation at higher spatial or temporal resolution.

To further quantify the localization precision, we plotted the 
r.m.s. fluctuations of the tracked position, ∆xrms, for immobilized 
enzymes as function of PSTED (Fig. 4d). Indeed, a near-twofold 
enhancement of the localization precision of 1D STED over confo-
cal microscopy was observed, saturating at ~6 nm for high PSTED. 
Analysis of the measured localization precision provides infor-
mation on the stability and reliability of STED imaging on opti-
cally stretched DNA. The ‘ideal’ localization precision, neglecting 
DNA fluctuations, is governed solely by photon-counting noise,  

pixelation noise and background noise25 (Fig. 4d and Online 
Methods). Of note, the ideal localization precision was only ~2 nm 
better than the measured localization precision. This illustrates 
that STED super-resolution imaging on optically manipulated 
DNA is highly reliable and stable. The additional experimental 
noise may include contributions from slow thermal fluctuations 
of the dumbbell construct, from drift and fluctuations between 
the separate optical trapping and confocal imaging systems, and 
from the line-to-line repeatability of the confocal beam scanner. 
Furthermore, the observed saturation of localization precision at 
high PSTED implies suboptimal tracking, which can be due to a 
reduced maximum fluorescence emission rate from the nonzero 
intensity of the focal STED beam. Figure 4d also indicates the 
calculated optimal localization precision when there is no loss in 
peak brightness of the fluorophores with increasing STED power. 
In the optimal 1D-STED case, the photon-counting noise scales 
as √FWHM. Intriguingly, the enhanced photon yield by ROXS 
should be sufficient to obtain single–base-pair localization pre-
cision in this optimal case (i.e., by collecting 10,000 photons at 
PSTED = 6 mW).
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precision. (a,b) Kymographs of Atto  
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DNA, imaged partially by confocal microscopy 
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immobilized BsoBI–Atto 647N for confocal imaging (open blue circles, n = 6) and STED imaging (filled red circles, n = 10). (d) Localization precision 
∆xrms as function of PSTED (F = 4 pN). Red symbols, localization precision as obtained from tracking immobilized proteins on DNA (s.e.m., 〈n〉 = 10.9); 
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Finally, we demonstrated that dsDNA could also be imaged with 
subdiffraction resolution using STED26 (Fig. 5). In the kymograph, 
acquired sequentially by confocal and STED microscopy, binding 
of individual Sytox Red dyes to DNA could be observed (Fig. 5a). 
The intensity profiles showed a resolution enhancement by a  
factor of 3 over confocal microscopy resolution (Fig. 5b).

Imaging protein dynamics at high protein density
We further demonstrated our multimodal approach by study-
ing the DNA-binding dynamics of the human mitochondrial 
transcription factor TFAM27,28 labeled with Atto 647N (Fig. 6). 
In contrast to earlier wide-field microscopy recordings29, con-
focal microscopy allows real-time observation of individual  
TFAM–Atto 647N binding to DNA in a solution containing up to 
~100 nM TFAM–Atto 647N. Indeed, we observed binding followed 
by diffusion of TFAM–Atto 647N on stretched DNA (Fig. 6a). The 
initial TFAM intensity distribution, measured immediately after 
binding, peaked at one fluorophore (Fig. 6c). This is consistent 
with previous findings that TFAM primarily binds DNA as mono-
mer29 (a labeling ratio below unity, however, prevents us from 
extensive interpretation of the fluorescence intensity).

In vivo, the abundance of TFAM in mitochondria is large 
enough to coat the entire mitochondrial genome and form fila-
ments on DNA. We intended to mimic this regime in vitro by 
studying TFAM-coated DNA at high TFAM concentration. 
However, confocal microscopy cannot resolve individual protein 
trajectories at high protein densities (Fig. 6a). Using STED, in 
contrast, we observed many TFAM–Atto 647N molecules diffus-
ing on DNA (Fig. 6b). STED allowed observation of individual 
protein (filament) trajectories along the DNA at subdiffraction 
resolution. Bright regions that might be misinterpreted as stable 

filaments in confocal microscopy were identified using STED to 
consist of individual TFAM–Atto 647N proteins or filaments that 
diffuse rapidly within diffraction-limited regions (Fig. 6b). In 
addition, STED nanoscopy over periods >20 s clearly revealed that 
TFAM molecules oligomerize after collision with other TFAM 
molecules, as reported before29. Although the imaging resolution 
in this experiment was insufficient to distinguish adjacent pro-
teins within an oligomer (~10-nm separation), repeated imaging 
revealed whether proteins were in mere coincidental proximity or 
were in fact diffusing colocalized in an oligomer over an extended 
period of time. Notably, such oligomers can occasionally break up 
again (Fig. 6b). We used the maximum STED resolution to image 
TFAM on DNA at even higher density (Supplementary Fig. 4).

Furthermore, STED allows individual proteins to be tracked 
at high density with less ambiguity, providing statistics for larger 
particle numbers and allowing studies of diffusive behavior on 
crowded DNA. We performed mean-square-displacement (MSD) 
analysis of individual TFAM–Atto 647N trajectories on DNA in 
order to estimate the diffusion constants D (Fig. 6d). Interestingly, 
we found a mean diffusion constant of 0.028 ± 0.004 µm2/s (s.e.m.; 
n = 143), which is much slower than the diffusion constant meas-
ured previously for TFAM monomers that diffuse on very sparsely 
covered DNA29: Dref ≈ 0.08 µm2/s. This finding suggests that at 
the high TFAM density used here, TFAM oligomerization occurs, 
which can reduce D. One such oligomerization event is shown 
in Figure 6e. Indeed, the slope of the MSD-versus-time curve is 
reduced by ~50% after oligomerization (Fig. 6f), indicating an 
~50% reduction in D. The expected distribution of D for a single 
population of TFAM monomers with D = Dref (Fig. 6d), calcu-
lated using simulated diffusion data (Online Methods), fails to 
describe the measured data. Instead, a simulation that assumes a 
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on optically stretched DNA. (a,b) Kymographs of 
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microscopy. In b, the DNA is in reductive-
oxidative system buffer, and at t = ~66 s, the 
STED beam is switched on at 6 mW (red borders; 
FWHM = 75 nm). Arrows, proteins that diffuse 
within diffraction-limited regions; asterisks, 
oligomers that break up again. Imaging in a 
and b was performed at 10 µs per 25-nm pixel 
and a line rate of 90 Hz; five-line averages are 
displayed. (c,d) Histograms of the intensity 
of TFAM–Atto 647N on DNA normalized to the 
number of fluorophores, Inorm, (c) and of the 
diffusion coefficient D (d), obtained by both 
STED and confocal imaging. Blue bars, TFAM 
immediately after binding DNA (n = 42); red 
bars, the full data set (n = 143), including 
already-bound TFAM and TFAM filaments.  
D was calculated by fitting the mean-squared 
displacement (MSD) determined from individual 
traces (number of lines = 150 ± 75 (mean ± s.d.),  
with a minimum of 50 lines) to MSD = 2Dt + offset. Gray curves, normalized distributions of D for simulated diffusion data (Online Methods) with  
Dref = 0.08 µm2/s (dashed) and with a range of diffusion constants D = Dref/NTFAM, where NTFAM = 1, 2, 3, …, 12 (solid) (Supplementary Note 2).  
(e) Kymograph of a TFAM–Atto 647N oligomerization event (line rate = 122 Hz; five-line average displayed). (f) MSD analysis of trajectories i–iii as 
indicated in e (s.d.; mean number of lines = 130).
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mix of oligomers having different diffusion constants (Fig. 6d and 
Supplementary Note 2) is in good agreement with the measured 
diffusion data.

DISCUSSION
We introduced a multimodal approach that combines optical 
tweezers with confocal and STED microscopy. Confocal micros-
copy allows imaging of single DNA-bound proteins on optically 
stretched DNA at background concentrations up to two orders 
of magnitude higher than those of wide-field microscopy. A 
time resolution comparable to that of typical wide-field imag-
ing is ensured by fast confocal line scanning along DNA that 
is linearized by optical tweezers. Our technique enables new  
experiments at biologically relevant protein concentrations wherein 
protein binding and dynamics can be spatially resolved in real 
time at the high time resolution of 50 ms (up to 5 ms). Multicolor 
imaging enables more complex studies of multicomponent  
biomolecular systems.

Super-resolution imaging provides a sixfold resolution enhance-
ment over confocal imaging, thereby granting unique access to 
more physiologically compatible conditions, in which DNA is 
densely coated with proteins. We demonstrated a spatial resolu-
tion of 50 nm, which is directly comparable to biologically inter-
esting length scales such as the persistence length of dsDNA, the 
length of eukaryotic Okazaki fragments and typical nucleosome- 
nucleosome spacings in a beads-on-a-string configuration. 
Notably, the time resolution of confocal imaging is not compro-
mised by STED. In fact, the time resolution of localization and 
tracking is enhanced owing to better localization accuracy. STED 
thus allows observation of rapid dynamics with subdiffraction 
resolution. As an alternative to STED, stochastic super-resolution 
techniques based on single-molecule on-off switching are opti-
cally less complex and can be readily integrated with wide-field 
fluorescence on optically stretched DNA30. These techniques, 
however, are currently slower than STED because larger num-
bers of detected photons are needed to localize the position of 
the molecules and to construct images. In STED microscopy, the 
fluorescence on-off switching occurs instantly and in a spatio-
temporally controlled way, which facilitates the implementation 
of fast imaging.

Optical tweezers allow precise control of DNA location and 
tension, which is crucial for suppressing thermal fluctuations that 
can inhibit subdiffraction imaging. In addition, the 1D-STED 
scheme prevents problems associated with lateral DNA fluctua-
tions. Our characterization of the (tension-dependent) effect of 
DNA fluctuations on the effective imaging resolution is highly 
relevant for super-resolution imaging of DNA-protein complexes 
that are manipulated by techniques that do not have obvious 
force-measuring capabilities (i.e., techniques involving flow-
stretched DNA, DNA curtains or DNA confined in nanochan-
nels). Furthermore, optical tweezers are uniquely complemented 
by STED to enable nanoscale visualization of the force-dependent  
behavior of DNA-protein interactions. Access to the force  
dependence of kinetics and motility thus allows the unraveling 
of the mechanochemistry of DNA-protein interactions at the 
nanometer length scale and under biologically relevant condi-
tions. We anticipate that our combined force–super-resolution 
approach can be readily extended to other 1D systems such 
as (trains of) molecular motors on the cytoskeleton as well as  

super-resolution imaging on optically manipulated cells or cel-
lular components. Moreover, experimental access to real-time 
information on kinetics and motility of DNA-bound proteins at 
biologically relevant protein concentrations is essential for linking 
idealized in vitro experiments with the in vivo situation, in which 
DNA is densely coated with proteins.

Methods
Methods and any associated references are available in the online 
version of the paper.

Note: Any Supplementary Information and Source Data files are available in the 
online version of the paper.
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ONLINE METHODS
DNA and proteins. DNA-dumbbell constructs were created from 
bacteriophage λ DNA, biotinylated as described previously22. 
Streptavidin-coated microspheres (3.2-µm diameter, Spherotech) 
were coupled to the λ DNA in situ22.

The restriction enzymes were labeled as described previously31. 
DNA-protein complexes were obtained by preincubating 10 nM 
BsoBI–Atto 647N or EcoRV–Atto 647N with biotinylated λ DNA 
in a buffer containing 0.5 mM EDTA, 10 mM CaCl2, 20 mM 
Tris at pH 7.6 and 100 mM NaCl. A ROXS buffer containing  
2 mM Trolox, 1 mM methyl viologen and, for enzymatic oxygen  
removal, 0.43 mg/ml glucose oxidase, 72 µg/ml catalase and  
4.5 mg/ml d-glucose was used to study bleaching.

TFAM was expressed, purified and fluorescently labeled with 
Atto 647N dye as described previously29. The labeling ratio was 
approximately one fluorophore per two TFAM molecules. Real-
time binding was studied in buffer consisting of 10 mM Tris HCl, 
pH 7.6, 25 mM NaCl, 5 mM DTT and 50 nM TFAM–Atto 647N.

Finally, Sytox Blue, Sytox Orange and Sytox Red were obtained 
from Invitrogen. For high coverage, 1–10 nM Sytox Blue and 
Sytox Orange were used, whereas individual dyes were imaged 
in presence of trace levels of Sytox Orange (~100 pM). Sytox Red 
was imaged at ~10 nM.

Microscope and microfluidics. The experiments were performed 
on a custom-built inverted microscope based on a water-immersion 
objective (CFI Plan Apo IR 60X WI, Nikon, NA 1.27) placed on a 
vertical stage MVN80 (Newport Corporation) using a custom-built 
adaptor. A five-channel laminar flow cell (Micronit Microfluidics 
BV) was mounted on an automated xy stage (MS-2000, Applied 
Scientific Instrumentation), which allowed rapid, in situ con-
struction and characterization of dumbbell constructs (typically, a 
construct was created in less than 1 min) and facilitated swift and 
complete transfer of the tethered DNA between different flow chan-
nels (allowing force spectroscopy and visualization experiments to 
be performed on >20 DNA molecules per hour)17. A condenser top 
lens (P 1.40 OIL S1 11551004, Leica) was placed on top of the flow 
cell. The flow cell and microspheres were illuminated by an 875-nm 
LED (LED-1115-ELC-875-19-5, IMM Photonics) and imaged in 
transmission onto a CMOS camera (DCC1545M, Thorlabs).

Optical trapping. Optical trapping was performed using a 10-W 
CW fiber laser (YLR-10-LP, 1064 nm, IPG Photonics) with a coupled 
optical isolator. The laser beam was expanded using lenses with focal 
lengths of 75 mm and 150 mm. Here, the 75-mm lens was placed 
on an automated linear stage (AG-LS25, Newport) to modify the 
collimation for aligning the optically stretched DNA with the focal 
plane of the confocal imaging system. Two polarizing beam-splitter  
cubes (10BC16PC.9, Newport) were used to split the 1,064-nm laser 
into two independently steerable optical traps and recombine these. 
One coarse-positioning piezo stepper mirror (AG-M100N, Newport) 
and one accurate piezo mirror (Nano-MTA2X Aluminum, Mad City 
Labs) were used for beam-steering the two traps. Two 300-mm lenses 
coupled the trapping beams into the objective. The displacements 
of the trapped microspheres from the center of the trap were meas-
ured and converted into a force signal. Force measurements were 
performed by back-focal-plane interferometry18 of the condenser 
lens using two position-sensitive detectors (DL100-7PCBA3, Pacific 
Silicon Sensor) after separation of the two polarized beams using 

a polarizing beam-splitter cube. Two dichroic mirrors (950DCSP, 
Chroma) separated the trapping light from the LED illumination 
before and after the flow cell. We used approximately 1 W per trap, 
which, for 3.2-µm microspheres, yields a trap stiffness of roughly  
0.5 pN/nm and allows forces up to 500 pN to be applied.

Confocal and STED fluorescence microscopy. A single, pulsed 
laser system (ALP-745-710-SC, 20 MHz, 100-ps pulses, Fianium) 
was used for fluorescence excitation and STED. This turnkey sys-
tem simplifies the implementation of STED and provides flexibility 
in excitation wavelength. Moreover, this system allows dual-color 
STED (STED wavelengths 711 nm and 745 nm compatible with, 
for example, Atto 590 and Atto 647N) as detailed in ref. 32. In this 
study we have used only the 745-nm beam for single-color STED. 
We selected three excitation bands (centered at 467 nm, 543 nm 
and 640 nm, compatible with a range of conventional fluores-
cent dyes) from a supercontinuum spectrum. After we polarized 
(Glan-Thompson prism PGT 1.08.05, Bernhard Halle Nachfl.) and 
filtered the supercontinuum spectrum using an AOTF (AOTFnc-
VIS-TN, AA Opto-Electronic), the three beams were separated and 
filtered using appropriate dichroic mirrors (F43-088 and F43-093,  
AHF Analysentechnik) and filters (F94-640, F94-543 and F34-467, 
AHF). The three excitation beams and the STED beam were cou-
pled into single-mode fibers (PMC-640 and PMC-460, Schafter 
& Kirchoff) using laser beam couplers (60SMS-1-4-M15-26 and 
60SMS-1-4-M15-37, Schafter & Kirchoff) and were subsequently 
collimated again (collimator 60FC-L-4-M20L-02, Schafter & 
Kirchoff or f = 20 mm achromats G052006000, Qioptiq) to yield 
beams of 3.6-mm diameter. Fine adjustment of the polarization 
angle of the 745-nm beam before fiber coupling was done using an 
achromatic λ/2 retarder (RAC 4.2.10 l, Bernhard Halle). The four 
beams were combined using dichroic mirrors (F48-533, F33-632 
and F73-726, AHF). Beam scanning using a fast tip-tilt piezo mirror  
(S-334.1SD, Physik Instrumente, scan rate up to 200 Hz) was fol-
lowed by 1:3 beam expansion and combination with the trapping 
laser using a dichroic mirror (F43-800, AHF). After beam expan-
sion, the excitation and STED beams (10.8-mm diameter) over-
filled the back aperture of the objective (8.5-mm diameter). All 
(dichroic) mirrors that encountered the STED beam were at least 
6 mm thick and had flatness lower than λ/10. The STED beam 
was centered on a custom-made binary phase plate consisting 
of a flat glass window that featured a MgF2 layer (approximately  
1 µm thick) deposited onto a section of the phase plate in order 
to provide a 180° phase step to half of the STED beam20. In the 
sample, the resulting focal-intensity distribution ideally exhibits a 
line of zero intensity at the center of the focus such that saturated 
stimulated emission occurs in only the high-intensity periphery of 
the STED beam13. This 1D-STED scheme can be readily adapted to 
2D STED23 by, for example, replacing the binary phase plate with a 
helical phase plate and inserting a λ/4 retarder between the phase 
plate and objective to establish circular polarization. Further modi-
fication including a second phase plate13 can also enable 3D STED. 
For confocal microscopy, the excitation beams can be circularly 
polarized using a λ/4 retarder (RAC 4.4.10, Bernhard Halle). For 
confocal detection, the emitted fluorescence was descanned, sepa-
rated from the excitation by dichroic mirrors (F48-640, F33-554, 
and F38-484, AHF) and filtered using appropriate emission filters 
(F42-652&F47-686, F47-586, and F37-510, AHF); photons were 
counted using fiber-coupled APDs (APDs SPCM-AQRH-14-FC,  
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fibers SPCM-QC9, PerkinElmer). The multimode fibers served 
as confocal pinholes (100-µm diameter) that provide background 
rejection, thus increasing the signal-to-background ratio such that 
single fluorophores could still be resolved on the DNA even when 
high concentrations of labeled proteins were present in solution. 
Because the confocal pinhole size was large (~1.75 Airy disks), the 
expected confocal imaging resolution was set by the focal-intensity  
distribution of the excitation beam. To block the STED beam from 
the detection paths, a multiphoton emission filter (F75-750, AHF) 
was used.

Hardware control and data acquisition. For force detection, we 
sampled the output voltages of the PSDs at 50 kHz using a data 
acquisition card (NI PCI-4472B, National Instruments). Photon 
counting, beam steering and digital I/O were performed using a 
multifunction card (NI PCIe-6323, National Instruments). All 
optical trapping, force detection and confocal fluorescence and 
STED hardware were controlled using custom software written in 
LabVIEW 2010 (National Instruments); and standard calibration, 
dumbbell construction, mechanical characterization and visu-
alization procedures were largely automated. Through its clean, 
user-friendly interface, which can be controlled with a gaming 
joystick (Logitech), the LabVIEW software allows for automation 
of many of the complex experimental procedures. A hardware 
abstraction layer and a plug-in system enable the same software 
to run on a range of instruments in our lab.

Optical tweezers resolution. To calculate the force noise, √(〈δF2〉), 
we used the expressions derived previously in ref. 19 for the signal-
to-noise ratio, SNR = 〈∆x〉/√(〈δx2〉) = 〈∆F〉/√(〈δF2〉) (we used equa-
tion (3) in ref. 19 for force detection on a single bead and equation 
(8) in ref. 19 for the case of differential force detection). Here 
〈∆F〉 represents a change in force due to a small change in DNA 
contour length, ∆L, such that 〈∆F〉 = ∆L × ktrap × kDNA/(ktrap +  
2kDNA), where kDNA is the force-dependent stiffness of the DNA, 
and we assume that the two traps have equal trap stiffness, ktrap.

Focal-intensity distribution imaging. To facilitate straightforward 
alignment and optimization, we used a photomultiplier tube (PMT) 
to directly image the focal-intensity distribution of the excitation 
and STED beams. A 50:50 pellicle beam splitter (BP145B1, Thorlabs) 
was placed in the beam path, and light, scattered by Au micro-
spheres scanned through the focus using a piezo stage (NanoLP200, 
Mad City Labs), was detected using a PMT (MD 963 CPM DC, 
PerkinElmer). Here, 80-nm Au nanoparticles (EM.GC80/4,  
British Biocell International) were first mounted in a 2% (w/w) 
agarose gel to avoid imaging near to the glass-liquid interface 
where reflections swamp the signal from the Au nanoparticles.

Longitudinal DNA fluctuations. The amplitude of the longitu-
dinal DNA fluctuations was calculated assuming equipartition of 
energy as 〈σDNA

2〉 = kBT/K|| (x). Here 

K x x
L k k

L x
L k k||( ) =

×
+
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−
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− −

DNA trap DNA trap

1 1
1 1

represents the longitudinal stiffness (i.e., in the direction parallel 
to the DNA axis) experienced at a point x along a DNA molecule 

that is stretched to end-to-end length L. The extendible worm-
like-chain model was used to approximate the tension-dependent 
spring constant of a section of the DNA, kDNA = ∂F/∂L. For analy-
sis of experimental data on BsoBI, we averaged the amplitude of 
the longitudinal fluctuations over the restriction sites of BsoBI  
on λ DNA.

Spatial imaging resolution. The spatial resolution of STED is 
given by 

FWHM
NA 1+

STED
STED

S

=
×

l

2 P
P

where λ is the excitation wavelength and PS is the STED power 
that corresponds to the saturation intensity of the fluorophore at 
the applied STED wavelength12. Longitudinal DNA fluctuations 
blur the image of DNA-bound proteins such that FWHMmeas =  
√(FWHMSTED

2 + FWHMDNA
2). Figure 3g shows a fit of 

FWHMmeas to experimental data, with PS used as a fit parameter 
and assuming FWHMDNA = 2√(2ln(2))σDNA ≈ 31 nm at 4-pN ten-
sion. Supplementary Figure 2 highlights the relative contribution 
of longitudinal DNA fluctuations for the fit of FWHMmeas.

Localization precision. The ideal localization precision is defined 
as 〈(∆x)2〉 = s2/N + a2/(12N) + 4√(π)s3b2/(a × N2), where the three 
right-hand side terms represent the mean-squared position fluc-
tuations due to photon-counting noise, pixelation noise and 
background noise, and s, a, b, and N are the s.d. of the effective 
focal-intensity distribution, the pixel size, the background noise 
and the number of photons, respectively25. To calculate the ideal 
localization precision for Figure 4d (solid curve), we estimated 
s using 

s
P
P

= =FWHM

NA 1+
STED

STED
S

2 2 2 4 2 2ln( ) ln( )

l

with PS as determined from the fit of Figure 3g. We estimated N, 
the number of photons collected per line scan, by fitting a simple  
model to the experimentally determined number of photons,  
N = A × s/(1 + B × PSTED). Here, A and B are fit parameters that 
characterize, respectively, the dependence of the number of col-
lected photons on the width of the intensity distribution and the 
reduction of maximum photon-emission rate due to a nonzero 
intensity in the minimum of the STED stripe (Supplementary 
Fig. 5). To determine the optimal ideal localization precision, we 
set B to 0 (Fig. 4d, dashed curve). The experimental localization 
precision also includes DNA fluctuations, σDNA, and additional 
noise, σadd, associated with, for instance, drift or nonideal line-
to-line-repeatability of beam scanning, such that 〈(∆x)2〉meas =  
〈(∆x)2〉 + σDNA

2/N + σadd
2. Using σDNA = 13 nm (calculated  

for 4-pN tension), a fit of σadd to our data in Figure 4d yields  
σadd = 3.6 nm (Supplementary Fig. 6).

1D-diffusion simulation. We simulated diffusion trajectories 
by successively adding displacements ∆x, drawn randomly from 
a Gaussian distribution with 〈∆x〉 = 0 and 〈∆x2〉 = 2Dinput∆t, 
using a small time step ∆t of 0.4 ms and a diffusion constant 
Dinput. These trajectories were binned to match the line-scan 
rate of our TFAM data, and white noise was added with a s.d. of  
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12 nm to account for the localization precision. For a given 
Dinput, MSD analysis was performed on 100,000 trajectories, 
each 150 bins long (~8 s), to approximate the distribution of 
measured diffusion constants.
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