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1. Background 

 

Due to their ability to control small volumes, microfluidic devices are ideal for use in 

applications where localized heating and cooling with fast time scales is required. For this reason, 

microfluidic systems have been used previously for studies of ice formation1-4, for creating valves 

by exploiting local temperature-induced phase changes5-7 and for cryogenic cooling of magnetic 

resonance coils8. For microscopy applications, Chung et al.9 demonstrated a clever scheme 

based on cooling a portion of a microfluidic channel to 4 °C in order to temporarily immobilize 

and image small nematodes. Microfluidic methods have also been applied to the study of the 

effects of different cryoprotectants on cell morphology and viability 10, 11, as well as for the fast 

mixing of solutions that are quickly frozen once they exit the device 12, 13.  

Microfluidic platforms have also proven to be advantageous for the manipulation and 

imaging of a wide variety of cell culture systems. In fact, the growth and viability of a wide 

range of cell types and small organisms within microfluidic channels has already been 

demonstrated14-16. However, factors like surface treatment, shear stress and adequate nutrient 

supply have to be considered.   

 

2. Device fabrication, assembly, and operation 

 

Micromachined components of the microfluidic cryofixation device: The novel fabrication procedure 

used in the construction of our microfluidic cryofixation device has been designed so as to maximize 

freezing rates. The microfluidic cryofixation device consists of three key components, as shown in Fig. 

S1a. First, a silicon wafer was patterned using SU8-5 and silanized to serve as a master for the 

fabrication of the PDMS microchannel. PDMS is a flexible polymer that retains excellent mechanical 

stability and optical clarity at cryogenic temperatures. Second, a silicon chip, termed the ‘fluidic chip’, 

was made by dry etching of single crystal silicon. The fluidic chip is used to deliver fluid to the thin 

PDMS channel, which would otherwise be inaccessible due to its small dimensions. This chip contains 

patterned bypass channels on the top (Fig. S1a, top view, white lines) and connecting through-holes 

to the bottom (Fig. S1a, bottom view). It also contains a 1 mm circular opening in the center. The 

through-silicon fluidic vias and bypass channels of the fluidic chip were made in a two-step deep 

reactive ion etching (DRIE) process using a combination of photoresist and SiO2 as masks. In this 

process, the wafers were first thermally oxidized (~1 µm) and the bypass channels were defined by 

etching the oxide layer in buffered oxide etch (BOE). Next, photoresist was spun and patterned with 

a mask that revealed the through-holes. These holes were subsequently etched to a depth of 50-

100 µm less than the thickness of the silicon. The photoresist mask was then stripped, and etching 

was continued to finish the through-holes and, at the same time, etch the bypass channels, which 

were masked by the patterned SiO2. The third component in the system is the heater chip. The 

micro-heater was fabricated by sputtering a 900 nm layer of nickel-chrome (NiCr, 80/20) followed by 

a 350 nm layer of aluminum on a double side polished wafer with a 2.5 µm thermal oxide layer as a 

thermal and electrical insulator. The layers were wet etched so as to form a thin 200 µm wide strip of 

NiCr connected to a printed circuit board via wire bonded aluminum traces (see also. Fig. S2d). 

Assembly of the microfabricated components: The three micromachined components that make up 

the microfluidic cryofixation device are assembled as shown schematically in Fig. S1b. First, a thin 



PDMS layer is spin coated on a fluorosilane-coated silicon master. A thin layer of parylene is then 

deposited to give the PDMS layer enough rigidity to be peeled off the master (Fig. S1b, 1-3). A second 

PDMS layer is then spin coated on a blank fluorosilane-treated wafer and cured at 80 °C. Next, two 

holes are lasercut in the PDMS and the layer is plasma-bonded to the bottom side of the fluidic chip. 

The membrane with the patterend channel is then bonded to the fluidic chip so as to form a closed 

microchannel with an inlet and an outlet to the bypass channels (Fig. S1b, 4-6). A third layer of PDMS 

is used to close the bypass channels on the top side of the fluidic chip (Fig. S1b, 7). Last, the finished 

micro-fluidic device is aligned to the heater chip using a micromanipulator so that the channel fits 

entirely inside the heater area. The alignment between the two chips is then fixed by a UV-cured 

adhesive.  

 

Assembly of the system: Fig. S2 explains the assembly of the complete system. The key to obtaining 

high cooling rates and thereby suppressing ice crystallization is the low thermal mass of the fluidic 

device. The microchannel is therefore embedded inside a PDMS foil only ~40 μm thick, which spans a 

Figure S1: (a) Layout of main components in the microfluidic cryofixation device: 1. PDMS foil with 

embedded fluidic channel made by soft lithography, 2. Fluidic chip made of silicon, 3. Thin-film 

resistive heater chip. (b) Assembly of the components. 



1 mm circular opening in the fluidic chip. To further reduce thermal mass the channel is formed by 50 

μm thick walls flanked on the outside by an insulating air space (Fig. S2a-c, and Fig. S2f). The 

electrical heater is a 200 µm wide NiCr strip connecting two aluminum traces in an H-configuration 

(Fig. S2d). The fluidic chip and the heater chip are aligned such that their long axes are perpendicular 

to each other and the fluidic channel is parallel and on top of the heater such that the channel fits 

entirely inside the heated strip. (Fig. S2e). The alignment is done as follows: First, the heater chip is 

glued to two glass supports, shown at the top and bottom of Fig. S2e. It is then loosely placed into 

the copper frame. The fluidic chip is then put on top and mechanically clamped to the frame. Next, 

the heater chip is aligned to the channel in X, Y, and Theta (in the plane of Fig. S2e) using a 

micromanipulator. Finally, the two chips are brought into hard contact with the channel sandwiched 

between them. At this point, a small amount of UV-adhesive is cured between the glass pieces and 

the copper frame. This fixes the alignment. Since the copper frame remains warm throughout the 

experiment, the adhesive joint is not subjected to large temperature variations. Samples are injected 

into bypasses on the fluidic chip through two PDMS manifolds (shown in clear green in Fig. S2e). A 

close up of the flow path and of the alignment between the suspended microchannel and the heater 

strip is shown in Fig. S2f. Note how the silicon chip distributes fluid to the PDMS microchannel and 

keeps the incoming liquid warm despite being in close proximity to a cold surface underneath. 

 

 

Figure S2: Detailed assembly of the microfluidic cryofixation system. (a) Cross-section diagram of the 

fluidic chip with bonded PDMS microchannel aligned with the heater chip, fabricated according to 

Fig. S1b. (b) Magnified section of the fluidic layers in the suspended region of the channel. (c) Optical 

micrograph of the channel, channel inlets, and the 1 mm circular opening in the fluidic chip through 

which optical observation is done. (d) Optical micrograph of the thin-film micro-heater. (e) Top view 

schematic of the relative arrangement of the fluidic chip (blue) and the heater chip (grey) after 

alignment. (f) Section view of the aligned fluidic chip and heater chip showing the suspended channel 

embedded in the thin PDMS foil that spans the 1 mm hole in the fluidic chip. 



Device operation: The assembly is placed on top of the cryogenic stage such that only the heater chip 

is in direct contact with the cold surface. The heater chip serves as a combined heat sink (silicon), 

thermal insulator over which the thermal gradient drops (SiO2), and mechanical connection point. 

During the experiment, the heater chip is kept cold by means of a cryogenic stage cooled by a 

constant flow of liquid nitrogen.  Approximately 30 – 40 W of power is supplied to the heater during 

operation to keep the contents of the microchannel at room temperature. This power is adjusted 

using the resistivity of the thin-film heater itself as a measure of temperature. Fig. S3 illustrates the 

temperature zones in the system as the channel is cycled between room temperature and low 

temperature. The copper frame and the fluidic chip remain at room temperature throughout the 

experiment. While the heater is on, there is a steep temperature gradient across the thermal oxide 

layer of the heater chip. Minor gradients also build up in the warm parts, but due to the high thermal 

conductivity of silicon and copper, these are sufficiently small to allow the continuous flow of fluid 

through the different layers into and out of the PDMS channel. When the power is shut off, the thin 

PDMS foil on top of the heater is the only part that experiences a strong drop in temperature. After 

freezing, there is a temperature gradient in the inlet and outlet of the PDMS channel. Cooling is less 

rapid in this transition zone, and ice formation is therefore expected. However, it is important to 

note that this does not affect the central part of the PDMS channel seen in the microscope, where 

heat is dissipated vertically with great efficiency into the liquid nitrogen cooled sink.  



 

 

 

 

Figure S3: Schematic of heat transfer and temperature gradients of the microfluidic 

cryofixation device. a) Side section of the device shown in Fig. 2. b) Schematic of the 

temperature gradients present when the heater is on and off. When the micro heater is on, 

the silicon dioxide insulator on the heater chip maintains a very steep temperature gradient: 

from liquid nitrogen temperature to temperatures above 0 °C. The heat provided by the 

heater chip keeps the solution inside the PDMS channel liquid. In addition, for fluid flow to 

be possible, the complete path from the fluid inlet to the outlet must be kept above 0°C. This 

is ensured by external heaters providing heat to the copper frame, which in turn keeps the 

fluidic silicon chip at temperatures above freezing. When the micro-heater is off, fluid flow is 

interrupted by the frozen channel.   



3. Cell culture and viability of yeast cells in YPD + 800 mM sorbitol 

 

 

 

To ensure that yeast growth is not hindered by the addition of sorbitol, we compared growth curves 

with and without the additive. An overnight yeast culture was diluted in fresh YPD and incubated at 

30 °C. Growth was measured every hour using a Nanodrop 2000c and measuring absorbance at 

600 nm. After three hours of incubation, half of the culture was spun down and resuspended in 

YPD+800 mM of sorbitol. Both cultures were incubated at 30 °C for a total of 8 hours. Measurements 

were normalized by the value at t = 4 h. The presence of 800 mM sorbitol does not cause any 

significant reduction in growth rate. 

Yeast cells for all freezing experiments were grown in YPD at 30 °C and re-suspended in PM (0.5% 

peptone, 0.17% YNB, 2% glucose, 40 µg/mL uracil) with 800 mM sorbitol as a cryoprotectant. PM is a 

media with low autofluorescence.  

  

Figure S4: Comparison of growth curves for yeast cells in YPD alone and YPD supplemented 

with 800 mM sorbitol as a cryoprotectant. 



4. Freezing and thawing dynamics 

 

One possible application of the current system is the study of ice formation and thawing in 

microfluidic channels at heating and cooling rates on the order of 104 °C/s. An example of such an 

experiment is shown in Fig. S5. A solution of YPD containing 10% (v/v) ethanol as cryoprotectant is 

cycled between room temperature and the base temperature of the liquid nitrogen cooled stage by 

Figure S5: 

Two consecutive freezing 

cycles with intermediate 

thawing are visualized here by 

the formation and dissolution 

of crystalline ice in YPD + 10% 

(v/v) ethanol. At time t = 10 ms 

the heater chip is on so that 

the solution in the channel is 

liquid. The heater is then 

turned off (Freezing 1) so that 

the solution solidifies. The 

system allows real-time 

observation of the dynamics of 

ice formation. The heater is 

then turned on (Thawing) and 

the ice crystals start to slowly 

disappear. The heater is turned 

off again (Freezing 2) and ice 

crystals quickly re-form. Images 

were taken with a 40x air 

objective and a 10 ms exposure 

time. 



turning on and off the heater. Differential interference contrast (DIC) imaging reveals the formation 

of crystalline ice, as this mode is highly sensitive to gradients in refractive index. The experiment 

shown in Fig. S5 allows an approximate estimate of the heating and cooling rates achieved by the 

system based on the thawing process.  As can be seen in the middle panel (red box), the morphology 

of the ice changes visibly within the first 30 ms, and visible melting sets in between 50 and 70 ms 

after activating the heater. Based on a simple exponential approximation to the cooling and heating 

curve, and considering a freezing point of approximately -5°C for this ethanol/water mixture, the 

time constant can be obtained. The result confirms that the mean rate over the first 50 °C of the 

temperature jump is on the order of 7,500 – 10,000 °C/s. Although the geometry and fabrication 

process have not been optimized, these results reveal heating and cooling rates two orders of 

magnitude faster than previously reported for microfluidic systems1 . 

  



5. Incorporation into a correlative microscopy workflow 

 

 

 

 

 

  

Figure S6: Microfluidic cryofixation in relation to high-pressure freezing and plunge freezing based 

workflows for correlative light and electron microscopy. The key benefit of the microfluidic approach 

described here is to eliminate all transfer and sample preparation steps between live imaging and 

cryofixation (red box).  An additional cryo-transfer step can in principle interface the microfluidic 

device to existing sectioning, cryo-FIB, and freeze substitution technologies (black dashed outline); 

this interface is currently being developed. 



6. Perspectives on optical cryo-imaging of frozen samples 

Our microfluidic cryofixation method enables the optical imaging of frozen samples immediately 
after freezing and without the need for transfer protocols or tools. Hence this method eliminates the 
risk of de-vitrification or ice contamination of the sample. Furthermore, one additional benefit of 
cryofixation inside microfluidic channels is that objects that are normally in suspension, such as non-
adherent cells, can be imaged free from motion-induced blur. This is of particular interest in 3D 
confocal microscopy, where long acquisition periods can be required to assemble a full Z-stack. Other 
well-known advantages of cryo-optical imaging include narrow line widths, large cross sections, and 
dramatically improved photostability 17-19. In fact, recently there has been significant interest in the 
development and use of cryogenic stages for fluorescence cryo-microscopy for correlative imaging 
with electron cryo-microscopy 20-22 and for superresolution fluorescence microscopy 23, 24. 

A universal limitation in optical imaging at low temperature is that no cryo-immersion objectives 
are commercially available for the inspection of the frozen sample with high numerical aperture. Our 
current system uses a Zeiss LD Plan-Neofluar 40x/0.6 NA air objective . Modifications to the top cover 
of the copper holder would allow the use of other air objectives with a shorter working distance and 
higher numerical aperture (e.g. Zeiss LD Plan-Neofluar 63x/0.75, Mitutoyo Plan Apo HR 100x/0.9). 
Numerical apertures higher than 1, and the consequent increase in spatial resolution, are only 
possible using immersion objectives. Unfortunately, the identification, characterization and use of 
appropriate immersion fluids that remain liquid at temperatures -140C or lower, and that minimize 
aberrations due to index of refraction mismatch or thermal gradient effects still remains a challenge. 
Nonetheless, some progress in developing such objectives has been made in recent years25, 26. 
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