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1. Introduction

The family of methods called far-field fluorescence nanoscopy 
has brought fluorescence imaging into a new dimension. They 
keep virtually all the benefits of fluorescence microscopy 
while providing a resolution conceptually limited only by the 
size of the fluorescent label. The key enabling concept is the 
transient state transfer or switching of fluorophores between 
(at least) two distinguishable states, typically an emissive state 
(fluorescence ‘on’) and a non-emissive state (fluorescence 
‘off’). Fluorescence ‘off’ can refer to a fluorophore state that 
is truly unable to emit fluorescence photons, or to a state that 
emits in a spectral range not detected in the experiment. This 
on–off state transfer permits fluorophores to be told apart even 
if they are closer to each other than the distance set by the dif-
fraction limit [1, 2].

There exist two families of far-field fluorescence nanos-
copy methods [2]: (i) the methods with coordinate-stochastic 
readout usually implemented in wide-field configurations, and 
(ii) the scanning methods with coordinate-targeted readout 

such as STED and RESOLFT (reversible saturable optical 
fluorescence transition). In the targeted techniques, the on–off 
state switching is induced by a light pattern featuring inten-
sity minima and maxima, such as a ‘doughnut’ or a pattern of 
standing waves. Within each family of methods an increasing 
number of physicochemical ways, i.e. state trans itions, exist 
to effectively switch fluorophores on and off [3–7]. STED 
nanoscopy in particular is based on the off-switching of fluo-
rophores by stimulated emission using a so called STED or 
depletion laser. The ‘on’ state is the first electronically excited 
fluorescent (singlet) state of a fluorophore whereas the ‘off’ 
state is the ground state.

Usually, the wavelength of the STED beam is carefully 
chosen to be at the far-red tail of the emission spectrum of 
the fluorophores used, so as to leave a comfortable spectral 
window for fluorescence detection between the excitation and 
STED wavelengths. However, this configuration makes STED 
rather inefficient because the stimulated emission cross sec-
tion  seσ  follows practically the same spectral dependency as 
the emission [8, 9]:
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where E( )λ  is the emission intensity as a function of the wave-
length (λ) normalized so that its integral equals one, φ is the 
quantum efficiency, c is the speed of light in vacuum, n is the 
refractive index and τ is the lifetime of the excited state.

In order to compensate for the small values of seσ , com-
paratively high power densities are needed for efficient STED, 
typically of about several tens of MW cm−2, i.e. 1000–10 000 
fold what is needed for effective fluorophore excitation. These 
high levels of irradiance have raised concerns about photo-
toxicity [10, 11], and motivated the development of alterna-
tive coordinate-targeted super resolution approaches using 
photo-switchable fluorescent labels and lower intensities of 
light [1, 2, 4, 12–15]. Yet, STED nanoscopy remains attrac-
tive because stimulated emission is a universal off-switching 
mechanism applicable in principle to any fluorophore, and has 
in fact been successfully applied to live-cell [16–21] and in 
vivo [22] imaging.

Therefore, the use of STED wavelengths closer to the 
emission maximum, but still at the long-wavelength tail, 
has been investigated and STED super-resolved images with 
lower intensities of the STED laser were obtained [23, 24]. 
Here, we further explore such a scheme demonstrating that 
STED nanoscopy is feasible using STED wavelengths across 
the complete emission spectrum of the fluorophore (figure 
1). We used a multicolor continuous wave (CW) STED 
nanoscope based on acousto-optic wavelength selection, 
both for excitation and detection, which enables the proper 
comparison of super-resolved images obtained at different 
STED wavelengths tuned across the emission maximum of 
the fluorophore. For a given power density, shifting the CW 
STED wavelength toward the emission maximum leads to a 
higher resolution, in agreement with the expected increase 
in the stimulated emission cross section. We also find that, 

for a given power density, tuning the wavelength across the 
emission spectrum leads to a trade-off between resolution and 
overall signal.

2. Materials and methods

2.1. Sample preparation

The experiments were carried out on samples of 20 nm 
polystyrene beads dyed with the fluorophore Nile Red 
(Nile Red Fluospheres Invitrogen), dispersed on a glass 
substrate at a surface density of about one bead per 4 µm2. 
Glass substrates (microscope slides #1.5 Marienfeld) 
were cleaned by the following steps: (i) 10 min sonication 
in 0.2% v/v Hellmanex II in Milli-Q water, rinsing with 
Milli-Q water; (ii) 10 min sonication in ethanol; (iii) 10 min  
sonication in acetone; (iv) dried with N2 and finally cleaned 
using plasma. Then, a thin poly-L-lysine (Sigma-Aldrich) film 
was deposited onto the glass substrates by (i) immersing the 
cleaned glass substrates in a poly-L-lysine solution 0.1% w/v 
in water for 2 min; (ii) rinsing them with abundant Milli-Q 
water and (iii) drying them with N2. The carboxylate-modified 
fluorescent beads, where diluted in Milli-Q water in four 
consecutives steps, until arriving to a concentration of 
1 : 230 000 of the original suspension. The diluted suspen-
sion was sonicated for 30 min, centrifuged at 12 000 rpm 
for 2 min. A drop of the supernatant was placed on the 
treated microscope slides for 30 s, and then washed away 
with abundant Milli-Q water. The sample was then dried 
with N2 and mounted on a microscope coverslip with 5 µl 
of mowiol mounting medium.

2.2. Spectral properties of Nile Red

In figure 1 the following spectra of Nile Red are shown: (i) 
normalized emission spectra obtained with an excitation 

Figure 1. Normalized emission (excited at 488 nm) and excitation (detected at (710  ±  10) nm) spectra of Nile Red in a poly(methyl 
methacrylate) film, together with the calculated stimulated emission cross section, using equation (1), φ = 0.7, and ( )τ = ±3 0.1  ns. 
Vertical lines indicate the wavelengths used in this work for fluorescence excitation (488 nm) and STED (592 nm, 620 nm and 642 nm).

J. Phys. D: Appl. Phys. 49 (2016) 365102
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wavelength of 488 nm; (ii) normalized excitation spectra 
detected at a wavelength of (710  ±  10) nm; and (iii) the wave-
length dependent stimulated emission cross section calculated 
according to equation (1), with the experimentally measured 
excited state lifetime of 3 0.1( )±  ns and the maximum value 
of quantum efficiency reported for Nile Red (QE 0.7= ; in 
pure dioxane) [25].

2.3. Pulsed excitation, CW STED wavelengths

Also in figure  1, the laser lines used for excitation (488 nm) 
and for STED (592 nm, 620 nm and 642 nm) are shown. The 
calculated stimulated emission cross sections corresponding to 
the three STED wavelengths are σ = × −592 nm 1.4 10 cmse

16 2( ) , 
( )σ = × −620 nm 1.1 10 cmse

16 2, ( )σ = × −642 nm 0.7 10 cmse
16 2.  

Figure 2. (a) Schematic representation of the multicolor CW STED nanoscope. SL: supercontinuum laser, PBS: polarizing beam 
splitter, M: mirror, L: lens, PMF: polarization maintaining single-mode fiber, mM: mirror in a magnetic mount, VP: vortex phase plate, 
DM: dichroic mirror, dsM: D-shaped mirror, AOTF: acousto optical tunable filter, SL: scanning lens, TL: tube lens, λ/4: λ/4 waveplate, 
O: objective, S: sample, NF: notch filter, FF: fluorescence filter, MMF: multi-mode fiber, APD: avalanche photo diode, TCSPC: time 
correlated single photon counting device. (b) Signal profiles (dots) and fits (lines) corresponding to each of the doughnut-shaped STED 
focus. (c) Sequence of data acquisition with example images: (1) confocal image. (2) CW STED raw image. (3) Nile Red spontaneous 
emission decay and time windows used to subtract fluorescence background excited by the STED beam. (4) STED image with background 
subtracted. Scale bar is 200 nm.

J. Phys. D: Appl. Phys. 49 (2016) 365102
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It should be noted that the quantum efficiency of Nile Red  
depends  dramatically on the polarity of the environment.  
Therefore, it is sensible to expect smaller values 
of σse, but since the quantum efficiency is a mul-
tiplicative constant in equation  (1), the relation of 

592 nm : 620 nm : 642 nm 1 : 0.8 : 0.5se se se( ) ( ) ( )σ σ σ =  should 
hold. In comparison to typical configurations with the STED 
laser tuned at the red tail of the emission spectrum, e.g. 660 nm 
[26], 676 nm [27] and 765 nm [28, 29], the wavelengths used 
here correspond to stimulated emission cross sections between 
2- and 10-fold larger.

2.4. CW STED nanoscope

A schematic of the time-gated CW-STED nanoscope is shown 
in figure 2(a). For excitation, 488 nm light was selected with 

an interference filter (Chroma ZET488/10X) from a pulsed 
supercontinuum laser (SL; Koheras SuperK Extreme) oper-
ating at 80 MHz repetition. After passing through a polar-
izing beam splitter (PBS; Thorlabs) it was coupled into a 
polarization maintaining single-mode fiber (PMF1; Thorlabs 
P3-488-PM-FC-2) using a fiber collimator (L1; Schäfter und 
Kirchhoff 60FC-4-A7.5-01). Finally, light exiting the fiber 
was collimated (L3; f  =  15 mm) in order to obtain the TE00 
excitation beam. For STED, three linearly polarized CW lasers 
at 592, 620 and 642 nm were used (MPB Communications 
2RU-VFL-P-1500-592/620/642). The three STED lasers were 
coupled into the same polarization maintaining single mode 
fiber (PMF2; Schäfter und Kirchhoff PMC-630-4.2-NA012-
3-APC/EC-500-P) using a fiber collimator (L2; Schäfter und 
Kirchhoff 60FC-4-A7.5-02). STED light coming out of the 
fiber was then collimated (L4; f  =  15 mm) and sent through 

Figure 3. (a) Representative images of individual 20 nm polystyrene nanoparticles dyed with Nile Red obtained with STED wavelengths 
of 592, 620 and 642 nm, at six different powers (PSTED). Each image corresponds to different areas of the sample of 0.5 µm by 1 µm. 
Conditions labeled as ‘no change’ indicate that the spatial resolution was identical to confocal. Conditions labeled as ‘low signal’ indicate 
that the relation between STED and confocal signal was lower than 15%. For reference, a confocal image is shown, too. (b) Representative 
signal profiles and fits for each condition. The FWHM illustrates the spatial resolution achieved in each case.

J. Phys. D: Appl. Phys. 49 (2016) 365102
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a 2π vortex phase mask (VP; RPC Photonics VPP-1a). 
Excitation and STED beams were combined using a dichroic 
mirror (DM; Chroma Z590sprdc).

In order to separate the excitation and STED beams from 
fluorescence light, we built a versatile acousto-optical beam 
splitter (AOBS) composed of two acousto-optical tunable fil-
ters (AOTF; AA Opto-electronic AA-AOTFnC). The AOTF 1 
is set to diffract both excitation and STED wavelengths and 
direct them towards the sample, where they are focused to the 
diffraction limit with an objective of 1.4 NA (O; Leica HCX 
PL APO 100x/1.40-0.70 Oil CS). Fluorescence light is col-
lected by the same objective and passes through the AOTF  
1 un-diffracted (zero order) but diverging and with consider-
able chromatic dispersion. These aberrations are corrected by 
a second crystal with the same characteristics (AOTF 2) used 
in a reversed way. The AOBS has two main advantages for 
multicolour nanoscopy in comparison to mirror-type beam 
splitters: (i) it does not suffer from mechanical instabilities 
associated with rotating filter wheels, which lead to image 
shifts, and (ii) it can change the dichroic settings of the micro-
scope in about 15 µs. The average transmission at optical 
wavelengths between 450–700 nm is of about 95%. Additional 
suitable band-pass and notch filters (Chroma, Semrock) were 
used before coupling the fluorescence light into the multi-
mode fiber (MMF; Thorlabs M31L02) of the confocal detector 
(APD—Perkin Elmer SPCM-AQRH-13-FC).

A telescope of 2.4×magnification (L5: L6) was used to resize 
the waists of the beams to overfill the pupil of the objective. 
Lateral beam scanning of the sample was performed by a system 
composed of a galvanometric scanner (Till Photonics Yanus IV), 
a scanning lens (SL; Leica) and a tube lens (TL; Leica). In order 
to obtain circular polarization a broadband quarter-waveplate 
(B. Halle) was used. For additional positional control and fine 
focusing, the sample was mounted on a XYZ piezoelectric 
nanopositioning stage (Thorlabs NanoMax MAX311D/M). 
The arrival times of fluorescence photons were detected with a 
TCSPC (time-correlated single photon counting) device (Pico 
Harp 300, PicoQuant). The scanning, fluorescence count acqui-
sition and acousto-optic devices were computer controlled via 
AD/DA board (National Instruments PCIe-6353).

2.5. STED imaging

For each STED wavelength, the state of circular polarization 
was optimized and a suitable vortex phase plate was imple-
mented. The quality of the doughnut-shaped focus as well as 
the co-alignment with the excitation focus was adjusted while 
scanning over a spherical gold nanoparticle of 40 nm in diam-
eter, using as feedback the scattering signal. Fluorescence 
photons were filtered spectrally and temporally. For spectral 
filtering band-pass and notch filters were used in the detec-
tion: for STED at 642 nm: (585  ±  35) nm and notch (OD  ⩾  6; 
642  ±  2) nm; for STED at 620 nm: (585  ±  35) nm and notch 
(OD  ⩾  6; 620  ±  2) nm; and for STED at 592 nm: (550  ±  44) 
nm and notch (OD  ⩾  6; 592  ±  2) nm. Temporal filtering was 
performed with a strategy similar to the one reported [15] in 
order to subtract the contribution of fluorescence excited by 
the STED beam. During scanning, the detection time of each 

photon after the excitation pulse was recorded with a TCSPC 
device. With this information, two images were generated 
with the photons detected at different time windows within 
the 12.5 ns between successive excitation pulses (figure 2(b)).  
Image 1 was produced with the photons detected on a time 
window t0.5 ns 4.5 ns< <  after the excitation pulse, and 
therefore is composed of photon counts corresponding to 
the super-resolved STED image plus photon counts corresp-
onding to molecules excited by the STED beam. Image 2 
was produced with the photons detected in a time window 

t4.5 ns 8.5 ns< <  after the excitation pulse. Since Nile Red 
has an excited state lifetime of 3 0.1( )±  ns, this time window 
avoids the majority of fluorescence photons generated by 
the pulsed excitation, and therefore is composed mainly of 
fluorescence photons excited by the CW STED beam. The 
super-resolved STED image is then obtained simply by the 
subtraction Image 1  −  Image 2. The impact of this temporal 
filtering on the super-resolved images increases as the STED 
wavelength decreases: it was essential for STED at 592 nm, 
but led only to minor improvements for STED at 642 nm.

For each STED wavelength and power, sets of images 
(confocal  +  STED) were acquired from different areas of 
the sample, where individual beads could be found. Imaging 
parameters: 10  ×  10 µm, 700  ×  700 pixels (14.3 nm/pixel), 
pixel dwell time of 100 µs, 10 µW of excitation power meas-
ured at the entrance pupil of the objective.

3. Results and discussion

We evaluated the performance of each one of the three STED 
wavelengths by analyzing images obtained with different 
STED beam powers. In figure 3(a), an array composed of typ-
ical STED images obtained under different STED wavelength 
and power are shown for visual comparison. Remarkably, we 
obtained super-resolved STED images with all STED wave-
lengths, even with 592 nm, which practically coincides with 
the emission maximum of Nile Red (figure 1). As a measure 
of the achieved spatial resolution we use the full width at half 
maximum (FWHM) obtained from fitting a Gaussian func-
tion to the signal of individual beads; representative signal 
profiles and fits are shown in figure 3(b). For a given STED 
beam power, as the wavelength gets closer to the emission 
maximum two effects are evident: (i) the resolution improves, 
as expected from the increased stimulated emission cross sec-
tion, and (ii) the overall signal decreases. Next, we analyze 
these effects in detail and discuss their implications for STED 
nanoscopy.

For a quantitative analysis of the power dependent resolu-
tion achieved with each STED wavelength, we computed the 
average FWHM of at least 50 STED images of nanoparticles 
for each combination of STED wavelength and power. The 
results are shown in figure 4(a).

The resolution of a confocalized gated CW STED nano-
scope can be expressed as [23]:

d
d

d1 1

c

c
2

ln 2( )( )
ζ β

=
+ + γ (2)
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where dc is the resolution (FWHM) of the plain confocal 
recording. ,  ζ γ and β are factors that take into account the 
satur ation of the stimulated emission, the effect of time gating, 
and the power distribution near the center of a doughnut-
shaped focus, respectively.

ζ is defined as I

I

m
STED

s
ζ = , where Is

1

se
=
σ τ

 and Im P

A h cSTED
STED

STED

 
 

= λ . 

In order to estimate the area of the STED focus ASTED, we 
compare the intensities of a Gaussian beam and a doughnut-

shaped STED beam expressed as I r I em
G G

4 ln 2 r2

FWHM2( ) = −  and 

( )= −I r 2 ln 2eI r
STED 0.184 FWHM

4 ln 2
m r
STED

2

2

2

FWHM2, respectively, where 

I 2 ln 2m P
G

2

FWHM2=
π

 and I 2 ln 2 0.184m P
STED

4

FWHM2  =
π

 are 

defined in such a way that integration over the space equals 
the power P. Then, it turns out that the relationship between 
the areas of a Gaussian beam and a doughnut-shaped beam is 

roughly 0.3. We therefore estimate ASTED 0.3

FWHM

2

2( )≈ π .

γ is defined as 
Tgγ =
τ

, with Tg being the delay between the 

excitation pulse and the beginning of the temporal window for 
fluorescence collection. It is assumed that the collection time-
window extends well beyond the spontaneous decay time τ.

The factor β is obtained from a fit to the intensity profile of 
the doughnut-shaped STED beams near the central minimum 
according to I r I r4 m

STED STED
2( ) β= .This equation  assumes 

that the intensity at the central minimum is zero, which is a 
sensible approximation since in our measurements, it was 
smaller than 1% of the doughnut crest intensity, as shown in 
figure 2(b).

From these numerous parameters, the only one unknown 
is seσ . The excited-state lifetime of Nile Red in our exper-
imental conditions was determined to be 3 0.1 ns( )τ = ± . 
PSTED was measured at the entrance pupil of the objective with 
a calibrated power meter and the transmission of the objec-
tive lens for each STED wavelength was considered. The 
gated detection was carried out with T 0.5 0.1 nsg ( )= ± . The 
resolution of the confocal microscope was measured from 

more than 150 polystyrene nanoparticles dyed with Nile 
Red d 190 10 nm.c ( ) = ±  The value of FWHM, as well as 
the value of the intensity distribution I rSTED( ) were deter-
mined from measurements of scattered light while scanning 
a spherical 40 nm gold nanoparticle over the corresponding 
foci. Representative signal profiles and fits are shown in 
figure 2(b). The obtained values of FWHM and β for the used 
STED wavelengths are shown in table 1.

It is possible to fit the resolution versus STED beam power 
with equation (2), being seσ  the only free parameter (figure 4(a)).  
Overall, the description by equation  (2) provides a satis-
factory fit of the experimental results, leading to the values 
of seσ  for each STED wavelength shown in table 1. Also in 
table 1 we show the values seσ  predicted using equation (1), 
the emission spectrum, and the reported value of quantum 
efficiency 0.7φ = . The values of seσ  obtained from the STED 
resolution measurements are on average 3.7 times smaller 
than the ones calculated with equation  (1). However, their 
relative magnitude holds fairly well within experimental error 
( 592 nm : 620 nm : 642 nm 1 : 0.75 : 0.59se se se(   ) (   ) (   )σ σ σ = ) . 
This is indicative that the quantum efficiency of Nile Red in 
our experimental conditions is close to 0.2φ = , rather than 

0.7φ =  as used in the calculations.
It is interesting to compare our results to reported data 

on the same fluorophore. Nile Red has been successfully 
used for STED nanoscopy with various STED wavelengths 
at the red tail of the emission spectrum, such as 660 [26], 
676 [27] and 765 nm [28, 29], among others. The stimu-
lated emission cross sections for each of those wavelengths, 
calculated from the emission spectrum and for 0.2φ = , are 

660 nm 1.4 10 cmse
17 2σ = × −(   ) , 676 nm 1.0 10 cmse

17 2( )σ = × −  

and 765 nm 0.36 10 cmse
17 2( )σ = × − . Using wavelengths 

across the emission spectrum increases the efficiency of 
STED photons up to 10 times.

We next analyzed the fluorescence signal intensity obtained 
with the three STED configurations. From a direct inspec-
tion of the images and profiles (figure 3), it is evident that the 
signal drops as the STED wavelength approaches the emission 

Figure 4. (a) Resolution (average FWHM of at least 50 beads for each data point) as a function of the STED laser power for three different 
wavelengths. The lines are fits using equation (2). (b) STED signal/confocal signal as a function of the STED beam power for three 
different wavelengths. The lines are exponential fits to help visualize the trend.

J. Phys. D: Appl. Phys. 49 (2016) 365102
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maximum. First, it is important to consider the spectral win-
dows used for fluorescence detection, which are typically 
placed between the excitation and the STED wavelengths 
(figure 1). Therefore, the integrated fluorescence signal may 
be considerably smaller for STED wavelengths approaching 
the emission maximum. At this point we note that, in prin-
ciple, it is possible to collect fluorescence light at wavelengths 
longer than the STED wavelength too. However, this was 
impractical in our case because the intense CW STED beams 
excited fluorescence on optical components of the set-up (spe-
cifically on the scanning lens and the crystal of the AOTF), 
which led to unacceptable background levels. In our experi-
ments the integrated fluorescence signal with the detection 
window 1 (STED at 592 nm, figure 1) corresponds to 36% of 
the total emission, whereas the detection window 2 (STED at 
620 nm and 642 nm) corresponds to 55% of the total emission. 
Nevertheless, the observed signal reduction is more drastic 
than what is to be expected from these different spectral detec-
tion windows, and strongly dependent on the STED power 
and wavelength. We imaged all beads confocally after STED 
imaging (i.e. the imaging sequence was confocal-STED-con-
focal) and observed that the signal reduction was irreversible, 
which is indicative of photobleaching induced by the STED 
lasers.

A quantification of the signal reduction as a function of the 
STED beam power and wavelength is shown in figure 4(b). 
We computed the average reduction in the fluorescence signal 
of the nanoparticles from a first confocal image and a subse-
quent STED image, using the different depletion wavelengths 
and powers. An average signal reduction of 20% was observed 
after two confocal scans; i.e. even in the absence of any STED 
laser. Applying the STED laser at 642 nm has a minor influ-
ence on the fluorescence signal; it only reduces an extra 5% 
even when using 120 4 mW( ) ±  of STED beam power. Under 
these conditions, a resolution of 57 4( )±  nm is achieved. 
Shifting the STED wavelength to 620 nm leads to a consider-
able reduction of fluorescence signal, with an almost linear 
dependence on the STED beam power. When 110 3 mW( ) ±  
of power at 620 nm are used, the fluorescence signal drops an 
additional 30% in comparison to the situation with no STED 
laser. Still, we obtained reasonable images with 49 7( )±  
nm resolution. The situation changes dramatically when the 
STED wavelength is tuned to 592 nm. In this case, the signal 
drops to 15% of its original level after a confocal and a STED 
image using only 30 1 mW( ) ±  of STED beam power. Such 
a strong photodegradation is at the edge of what is viable for 

CW STED imaging, and limited the achieved resolution to 
78 3( )±  nm.

4. Conclusions

The main conclusion of this work is that CW STED nanos-
copy is not limited to using STED lasers with wavelengths 
at the red tail of the emission spectrum of fluorophores. It 
is in fact feasible using practically any STED wavelength at 
the emission spectrum. Since the stimulated emission cross 
section  follows practically the same spectral dependence as 
the emission, using STED wavelengths closer to the emis-
sion maximum makes STED imaging considerably more effi-
cient, in terms of the power needed for STED. We modeled 
the STED resolution quantitatively as a function of the stimu-
lated emission cross section. In comparison to typical STED 
configurations, using STED wavelengths at the emission peak 
can lead to stimulated emission cross sections up to 10 times 
larger.

We found that for this fluorophore, photodegradation 
becomes critical as the STED wavelength approaches the 
absorption band. This is understandable as the fluorophore 
increasingly undergoes (undesired) excitation and de-
excitation cycles elicited by the STED beam. While the 
cycling is not harmful by itself, the dye is more prone to 
be further excited to a high-lying excited state and hence 
to photobleaching. Using a STED wavelength at half the 
emission maximum (620 nm) was a very good compromise 
between using a higher stimulated emission cross section and 
bleaching. Concretely, we could make use of a stimulated 
emission cross section eight times larger than at the red tail 
of the spectrum, at a 50% reduction of signal. Naturally, these 
conditions will vary for different fluorophores.

Given the crucial role of their states in the process, fluoro-
phores are essential to obtain high-quality far-field nanoscopy 
images. Their performance and photodegradation have been 
extensively studied in red tail wavelength STED configura-
tions. The results of this work are motivating for testing fluo-
rophores under STED wavelengths at the emission maximum. 
First, STED nanoscopy using considerably lower power den-
sities for stimulated emission depletion may become possible, 
and second, fluorophores that have been reported inadequate 
under typical STED configurations may become useful simply 
by using wavelengths where their stimulated emission cross 
sections are several times larger.

Table 1. Experimentally determined values of β, σFWHM and  se for the three STED wavelengths.

Parameter/STED wavelength 592 nm 620 nm 642 nm

( )β −m 2 ×2.4 1013 ×2.2 1013 ×2.1 1013

( )FWHM nm ±280 10 ±290 10 ±300 10

( )σ cmse
2 —from STED resolution (equation (2)) × −3.7 10 17 × −2.8 10 17 × −2.2 10 17

( )σ norm.se —from STED resolution (equation (2)) 1 0.75 0.59

( )σ cmse
2 —from emission spectrum (equation (1)) × −1.4 10 16 × −1.1 10 16 × −0.7 10 16

( )σ norm.se —from emission spectrum (equation (1)) 1 0.8 0.5

Note: Values of σse obtained from fits to the power-dependent STED resolution (figure 4(a), equation (2)), and from the emission spectrum and reported value 
of quantum efficiency φ = 0.7 (figure 1, equation (1)).
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