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Abstract 
Raman spectroscopy is a common method of studying carbon-based materials 
such as multi-walled carbon nanotubes (MWCNT). However, the analysis of 
this technique is non-trivial since recorded spectra may be a convolution of 
both molecular vibrations and phonon resonances. The energies of these 
physical processes may occur in the same energy regime, and hence several 
analytical approaches can be necessary for a full analysis. Due to the negligible 
quantities of non-graphitic carbon in MWCNT, the present fitting procedure 
focuses on understanding phonon resonances to elucidate how varying mod-
ifications of MWCNT ultimately influence their graphitic bulk structure. We 
have found this approach to provide greater insight into the structure of 
MWCNT when low quantities of amorphous carbon are present, when com-
pared with methods which try to interpret both phonon scattering and mole-
cular vibrations simultaneously. Different pre-treatments for the modification 
of the graphitic structure of MWCNT are compared, including aqueous acidic 
and gas phase methods, and statistically evaluated. Focusing on phonon re-
sonances enables one to analyze the reaction process of nitrosulfuric acid 
pre-treatment at different temperatures. Thereby, it is possible to control the 
ratio between defects and graphitic structures in MWCNT samples and pre-
pare samples with reproducible D/G ratios. 
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1. Introduction 

Multi-walled carbon nanotubes (MWCNT) are highly interesting materials with 
many applications in catalysis, electronics, and the bio/medical fields due to 
their unique electrical and mechanical properties [1]. However, MWCNT do not 
exhibit uniform structures, and therefore, require cleaning processes in order to 
guarantee a uniform base material prior to any modification or direct applica-
tion [2]. In this work, we use co-axial structured MWCNT composed of mono- 
atomic sheets of polyaromatic sp2 hybridized carbon layers (equivalent of gra-
phene) which are rolled into cylinders to form highly entangled networks [3]. 
The ends of these cylinders are closed with caps in the form of a half sphere of 
fullerene. These structures exhibit high surface areas (250 m2/g) and conductivi-
ties which are comparable to classic carbon materials such as graphite [4]. Due 
to their high surface area, MWCNT are often used in catalysis as supports for 
catalytically active species. Furthermore, on the basis of Young’s modulus, 
MWCNT resist tractions one hundred times higher than steel, while weighing 
six times less [5]. They are also very flexible, and may be bent to angles greater 
than 90˚ without damage. These mechanical features also make MWCNT prom-
ising candidates for the reinforcement of polymeric materials. Furthermore, im-
provements in CNT production which guarantee high purity (>95%) at low 
production costs (<200 €/kg) make these materials attractive for industrial ap-
plications [2]. The properties of MWCNT are highly dominated by their surface 
characteristics. Weak van der Waals interactions appear between layers of per-
fect graphitic surfaces, while stronger hydrogen bridge bonds or even covalent 
bonds may be formed at defect sites. Therefore, the type of bonding at the 
MWCNT surface may be tailored by control of the dominating surface proper-
ties of the graphitic domains. Furthermore, nitrogen or oxygen atoms at the 
MWCNT surface may be added as functional groups. These groups, or defects, 
may be used to anchor and immobilize catalysts on the surface [6]. While an in-
creasing number of defects naturally improve the ability to load greater quanti-
ties of catalyst, the conductivity and stability of the MWCNT will unavoidably 
decrease [5] [7]. 

Clearly, it is critical to determine the ratio between defect sites and graphitic 
areas on MWCNT (here represented in the form of a D/G ratio) if one wishes to 
understand their material properties. To this end, resonance Raman spectrosco-
py is a promising tool, which is already commonly used to analyze the electronic 
structure of MWCNT. In particular, the resonance effect may be utilized to en-
hance signals from graphitic lattice vibrations [8]. The fitting procedure em-
ployed in this work focuses on three signals which arise from resonant single- 
phonon lattice vibrations between 1300 cm−1 and 1700 cm−1. The three bands are 
referred to the G-band, representative for the pristine graphitic lattice vibration 
E2g (q = 0) with no change of the dipole momentum, and the D- and D’-bands 
for lattice vibrations E2g (q ≠ 0) and A1g, which are induced by structural defects 
[3]. Molecular vibrations are not considered in this fitting procedure. It is com-
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mon practice to compute the D/G ratio by either intensity or peak area in order 
to elucidate trends in the structural defects of graphitic lattices. In this work, we 
determine the area of these peaks to calculate the D*/G ratio, where D* denotes 
the sum of D and D’. 

We also compare the standard fitting procedure for Raman spectra of soot 
and related carbonaceous materials proposed by Sadezky, et al. with the present 
procedure [9]. The procedure of Sadezky, et al. includes several additional phys-
ical processes such as combined phonons, molecular vibrations, polarization ef-
fects, and Kohn anomalies.  

The influence of different pre-treatment on graphitic lattices are also analyzed 
in terms of their D*/G ratios to gain insight into the resulting material proper-
ties. MWCNT were treated in various aqueous media, such as hydrochloric, sul-
furic, nitric, and nitrosulfuric acids, as well as in NOx containing gas atmos-
pheres. The effects of time and temperature on the nitrosulfuric acid pre-treat- 
ment are also investigated.  

In this study, we have created an analysis method for MWCNT containing 
high amounts of graphitic structure based on the evaluation of only single- 
phonon vibrations in Raman spectra [9]. With this method, it is possible to de-
scribe the influence of different pre-treatment procedures, time, and tempera-
ture on MWCNT through the calculated D*/G ratio. Other physical processes 
may be resolved from the difference spectra of fit and raw spectra, respectively. 

In addition to their bulk structures, the metallic impurities of the tested 
MWCNT are also determined. Remanent metal catalyst, mainly iron used in 
MWCNT production, lowers the materials stability during electrochemical usage 
and can affect later applications [10] [11] [12]. Total reflection X-ray fluores-
cence (TXRF) measurements, which are cross-checked by gravimetric experi-
ments, are performed to determine the influence of the different aqueous acid 
pre-treatments on removing this excess iron. 

2. Experimental Part 

MWCNT produced from Shangdong Dazhang Nano Materials Co. were treated 
with hydrochloric acid, sulfuric acid, nitric acid, nitrosulfuric acid or nitrous 
gases to modify the surface and create oxygen containing functional groups. 
Pre-treatments were performed in either aqueous media or in gas-phase. For the 
aqueous reactions, 10 g of MWCNT were mixed with 500 ml acid. All mixtures 
were heated to 105˚C and stirred with 80 rpm for 18 hours, with the exception of 
experiments using nitrosulfuric acid, which were stirred for 4 hours. In case of 
pre-treatment with nitrosulfuric acid the reaction time was reduced compared to 
other pre-treatments to retain the graphitic structure of the MWCNT. Resulting 
nitrous gases were neutralized with 3 mol/l NaOH solution. Afterwards, the 
modified MWCNT were filtered and residuals of acid were washed out over sev-
eral hours. The MWCNT were dried in a vacuumoven at 80˚C for 12 hours. 

For gas-phase reactions, nitrous gases were generated by a reaction of nitro-
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sulfuric acid (50 Vol% H2SO4 c = 96%/50Vol% HNO3 c = 65%) and carbon. The 
mixture was heated to 120˚C and the aqueous portion of the resulting vapor was 
separated via reflux condenser. The dry vapor was lead to a stirred sample con-
taining 7 g MWCNT. The exposure time was 20 hours at room temperature 
(~22˚C) and 75˚C.  

Raman spectra were recorded using a Thermo Scientific DXR Raman Micro-
scope (Germany) with a 50x magnification and 532 nm laser. The samples were 
measured with a 2 s dwell time and an exposure rate of two. The laser power was 
3 mW.  

The iron concentration was determined by a S2 Picofox total reflection X-ray 
fluorescence (TXRF) form Brucker (USA) with molybdenum X-ray tube. 100 µl 
of a 2 mg/ml stock solution of each MWCNT sample was prepared, mixed with 
0.5 ml 2 mol/l nitric acid, and dispersed using an ultrasonic bath. 10 µl of the 
resulting solution was placed on a TXRF object plate and dried in an oven [12]. 
Every sample was prepared and measured five times to calculate the average and 
standard distributions. The samples were exposed for 600 s at 20 keV. 

The TEM/STEM images were taken by a Hitachi HD-2700 STEM (Japan). The 
accelerating voltage was 200 kV. 

3. Fit Analysis 

For statistical evidence, ten Raman spectra were taken of each sample; measure-
ment points were selected from widely distributed areas over the whole sample 
via a microscope connected to the Raman setup to guarantee statistical evident 
data. In this way, it was possible to gain information about the homogeneity of 
the sample. The spectra were analyzed by the fitting procedure of Sadezky, et al. 
which was developed for soot and related carbonaceous materials. This method 
uses five peaks which are representative of the graphitic and amorphous frac-
tions of a given sample; four of these peaks represent the graphitic sites of the 
samples, and one peak is assigned to the amorphous fraction. Additionally, 
spectra were analyzed using our fitting procedure, which uses three peaks arising 
from single-phonon resonances (SPR). These peaks correspond to the G- , D- , 
and D’-bands. The amorphous fraction of the peak is not regarded in this pro-
cedure. A direct comparison of both fitting procedures can be found in Table 1. 
All peaks in either fitting method, with the exclusion of the amorphous carbon  
 
Table 1. Table type styles (Table caption is indispensable). 

Peak position [cm−1] Sadezky et al. fit SPR fit 

1180 Disordered graphitic lattice (D4) - 

1360 Disordered graphitic lattice (D) Disordered graphitic lattice (D) 

1500 Amorphous carbon (A) - 

1580 Ideal graphitic lattice (G) Ideal graphitic lattice (G) 

1620 Disordered graphitic lattice (D’) Disordered graphitic lattice (D’) 
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peak, were fitted using a Lorentzian line shape. The amorphous carbon peak was 
fitted using a Gaussian line shape, as described by Sadezky, et al. [9]. 

Reproducibility was verified by a statistical t-test. Each chemical pre-treat- 
ment was repeated separately three times at 105˚C and analyzed independently. 

Both fitting procedures were compared using nitric acid functionalized 
MWCNT. Afterwards, Raman spectra of MWCNT which were functionalized by 
alternative pre-treatment were compared with one another. The statistical signi-
ficance between the analyzed samples was also determined via t- and f-tests. 

4. Results and Discussion 
4.1. Comparison of Fit Procedures 

To investigate the differences of the single-phonon resonance, or SPR, based fit-
ting procedure with that of Sadezky, et al., the same spectrum of nitric acid 
treated MWCNT was analyzed using each method, as illustrated in Figure 1. In 
either fitting procedure the D- , G- , and D’-bands are the most dominant fea-
tures. 

The differences between fitted and measured spectra arise from either double- 
resonance two phonon processes (around 1100 cm−1) or a combination of amor- 
phous carbon, polarization effects, and Kohn anomalies (around 1500 cm−1) [13] 
[14]. As a bench mark, the determined peak areas are compared with those of an 
untreated MWCNT sample using the aforementioned procedures (Figure 2), 
with standard deviations in peak areas calculated from repeated measurements. 
In Figure 2(a), peak areas derived from the approach of Sadezky, et al. are pre-
sented, while peak areas derived from the SPR based fit are shown in Figure 
2(b). 

Spectra fitted by the method of Sadezky, et al. (Figure 1(a)) exhibit smaller 
deviations from the measured spectra in exactly the regions of 1100 and 1500 
cm−1. However, the standard deviations of these peak areas are significantly  

 

 
Figure 1. Raman spectra fitted by Sadezky, et al. procedure (a). Raman spectra fitted by the SPR procedure (b). 
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Figure 2. Difference in fitted peak areas compared to pristine MWCNT. Standard deviations are shown as error bars. Peak areas 
are derived from Sadezky, et al. procedure (a) and SPR procedure (b). 
 

higher than those of the SPR procedure. The higher standard deviation hinders 
one’s ability to separately analyze differently treated samples as they are less sta-
tistically distinguishable. Differences in the standard deviation of the two fitting 
procedures result from variations in the positions of the D4 and amorphous 
carbon peaks in the Sadezky procedure; these variations in peak position are 
presented in Figure 3(a). 

The D4 and amorphous carbon peaks are seen to vary strongly as these signals 
arise from combined processes. Furthermore, the amount of amorphous carbon 
or other non-graphitic species present in the analyzed MWCNT is quite small, 
showing only a negligible influence on the spectra. Therefore, the two additional 
peaks for D4 and amorphous carbon are subject to greater influence from error 
in the fitting process than the other described physical processes. In samples 
with higher contents of amorphous carbon, the recorded spectra are even more 
affected. For these kinds of samples, the fitting route given by Sadezky, et al. is 
recommended. However, the samples analyzed in the present study exhibit only 
a small amount of amorphous carbon, and thus the effect of molecular vibra-
tions on the shape of the spectra is also negligible. Since the SPR fitting proce-
dure is able to describe the peak positions of every single-phonon effect (G- , 
D- , and D’-bands) accurately, it enables a separation of different pre-treated 
MWCNT due to smaller error in the fitting of peak area. Hence, the SPR proce-
dure ensures higher reproducibility and a better description of the MWCNT 
sample.  

Predictions regarding combined phonon and molecular vibrations, as well as 
polarization effects and Kohn anomalies, may also be made regarding the dif-
ference spectra of the SPR fitted and raw data. Figure 4(a) shows a difference 
curve between measured and SPR fitted spectra of the nitric acid treated sample 
congruent with Figure 1(b), additionally differences curves of different pre-  
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Figure 3. Shift of peak position in relation to pure MWCNT. Standard deviations are shown as error bar. Fitted by the procedure 
of Sadezky, et al. (a) and the SPR procedure (b). 

 

 
Figure 4. (a) Raman spectra of nitric acid treated MWCNT. The SPR fitted spectrum (gray) is subtracted from the measured raw 
spectrum (black), which results in the shown difference spectrum (red). (b) Differential spectra of the fitted and raw spectra for a 
variety of pre-treated MWCNT. 

 
treated MWCNT are shown in Figure 4(b). 

The residuals of the raw and fitted spectra between 1000 cm−1 and 1300 cm−1 
are generated by double resonance effects from two phonon vibrations as well as 
molecular vibrations of alkane chains. The differences between 1400 cm−1 and 
1520 cm−1 arise from polarization effects and Kohn anomalies. Molecular vibra-
tions including phenol and carboxyl groups also exist in this energetic region. As 
amorphous carbon is only present in small quantities in our MWCNT sample, 
only minor effects on the spectra are seen. 

The difference spectra shown in Figure 4(b) exhibit only minor changes be-
tween the various pre-treatment procedures employed. Negative signals arise 
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from small errors in fitting as Raman peaks have no pure Lorentzian shape and 
due to the appearance of molecular vibrations, which underlie this resonance 
area. Whereas, the larger positive differences between fitted and raw peaks 
around 1000 - 1250 cm−1 arise from vibrational interactions between molecules 
in the graphitic lattice, and between 1400 - 1550 cm−1 from Kohn anomalies and 
other resonance effects. Due to the similarity of the difference spectra in Figure 
4(b), it is suggestive that the impact of pre-treatment cannot be elucidated so 
easily, and requires a deeper analysis through dominant D- , G- and D’-peaks. 
Further evaluation of different surface functional groups is impossible as mole-
cular vibrations are overlapped with Kohn anomalies and other resonance ef-
fects, creating a complex system of variables. 

From this, we have shown that various pre-treatment of MWCNT with a large 
amount of graphitic structures may be modelled with a higher degree of accura-
cy using the SPR approach. Other physical processes which may arise in Raman 
spectroscopy are observed, but remain minimal. The involvement of additional 
physical processes which overlap energetically with the bands involved in the 
SPR fitting procedure results in the observed discrepancies in fit peak positions, 
and also prevent an exact determination of peak areas. Despite this inevitability, 
the developed SPR procedure, as affected by the phonon interaction within the 
first Brillouin zone, offers a possibility in more accurately determining relative 
peak areas. 

4.2. Influence of Pre-Treatment on MWCNT 

With this knowledge in hand, we have applied our SPR method to analyze sam-
ples treated by various chemical methods. The Raman spectra of each sample 
were measured and analyzed following the methods previously described. The 
significance of changes in spectra arising from different pre-treatment of the 
MWCNT was verified via t-test. 

Figure 5 shows the influence of different pre-treatment on the peak areas of 
the D-, G-, and D’-bands of MWCNT, respectively. It is seen that pre-treatment 
with sulfuric and hydrochloric acid has no significant influence on the fraction 
of the G-peak area (Figure 5(a)). Therefore, a distinction between these me-
thods using the area of the G-band peak is not feasible. A greater change in peak 
area of the G-band between untreated MWCNT and those pre-treated with ni-
tric acid is observed. A decrease in area of the G-band corresponds to a decrease 
in the number of graphitic sites relative to the pure MWCNT sample. This de-
crease is even clearer for samples that are pre-treated with nitrosulfuric acid. In-
deed, this is particularly noteworthy since the exposure time of the nitrosulfuric 
acid pre-treatment is about one fifth that used for the nitric and hydrochloric 
acid pre-treated samples. The graphitic portion of the MWCNT is further re-
duced by gas phase pre-treatment with nitrous fumes at both room temperature 
and at 75˚C, as indicated by the G-bands in Figure 5(a). However, this decrease 
is also accompanied by an increase in deviation of the determined peak  
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Figure 5. Fractions of the peak areas of the (a) G- , (b) D- and (c) D’-bands for a variety of different acid pre-treated MWCNT. (c) 
D*/G-ratio of different treated samples. D* corresponds to the sum of peak areas of D- and D’-Bands. The error bars were calcu-
lated from error propagation. The circles over the columns serve to visualize the statistical states of the samples. A horizontal ar-
row between the circles indicates no significant statistical change between two samples, while a sloping arrow illustrates a statistic-
al significance between the compared samples. 
 

area. This is explained by the lower sample homogeneity induced by this pre- 
treatment. Due to the larger degree of error, it is not possible to statistically jus-
tify the observed differences between the gaseous pre-treated samples at room 
temperature and 75˚C. The smaller errors of the aqueous pre-treatments imply 
that these methods result in a greater degree of sample homogeneity compared 
to the gas-phase pre-treatment.  

A clear trend is also visible in the fitted D-bands of the differently treated 
samples, as shown in Figure 5(b). The peak area of the D-band is increased with 
all acid pre-treatment relative to untreated MWCNT, and as far as 3 percentage 
points in case of nitric acid. However, differences between the untreated 
MWCNT and sulfuric and hydrochloric acid pre-treated samples are not large 
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enough to establish statistical significance. Meanwhile, gas-phase pre-treatment 
with nitrous fumes increases the peak area even further, up to 7 percentage 
points.  

Comparing the statistical significance of the D’ band between the tested sam-
ples, the areas decrease for all acid pre-treated MWCNT (Figure 5(c)).  

The D*/G ratio is calculated by adding the absolute areas of the D- and 
D’-bands, and dividing by the area of the G-band; the resulting D*/G ratios are 
summarized in Figure 5(d). Exclusively taking the area of these three peaks into 
account leads to significant differences of the applied pre-treatment. In the lite-
rature, the D*/G ratio is often determined by peak intensities, an approach 
which does not account for the possible superposition of the G- and D’-bands, 
using intensities is therefore insufficient. This discrepancy is overcome by use of 
the fit peak areas of either band for the calculation of D*/G ratio 

With this approach, the calculated D*/G-ratios show an increase in the rela-
tive number of graphitic structural defects with increasing oxidative character of 
the acids used for pre-treatment. In detail, pre-treatment with sulfuric or hy-
drochloric acid do not induce significant changes in the D*/G ratio, while an in-
crease of about 12% is observed when using nitric or 17% if nitrosulfuric acid is 
used. Even higher D*/G ratios (up to 32% compared to untreated MWCNT) can 
be reached by gas-phase pre-treatment at different temperatures. 

Electron microscopy imaging supports the trends observed by Raman spec-
troscopy. STEM images (Figures 6(a)-(d)) illustrate the surface roughness, 
which increases in order of sulfuric acid < nitric acid < nitrosulfuric acid < nitr-
ous fume gas-phase pre-treatment. This roughness is accompanied with an in-
crease in the number of defects and correspondingly a decrease in graphitic 
structure. TEM images reveal defects at the surface layers of the MWCNT by 
pre-treatment with sulfuric acid, nitric acid and in gas-phase, as shown in Figure 
6(g), Figure 6(h), and Figure 6(j), respectively. Nitrosulfuric acid decomposes  
 

 
Figure 6. The upper row shows STEM images of MWCNT, while in the lower row TEM images are presented. (a)/(g) Sulfuric acid 
treated, (b)/(h) Nitric acid, (c)/(i) Nitrosulfuric acid, (d)/(j) NOx gas-phase pre-treatment, (e)/(k) Open endcap of a nitrosulfiric 
acid treated sample, (f)/(l) and closed endcaps of a gas-phase treated sample. 
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not only surface layers of the MWCNT, but also penetrates deeper, as seen by 
the discontinuity of the graphene layers in Figure 6(i). The surfaces of the 
aqueous treated MWCNT are nearly free of amorphous carbon (Figures 6(g)- 
(i)), whereas the gas-phase treated sample shows some residual (Figure 6(j)). All 
observations made by microscopy are in perfect agreement with the results of 
the Raman analysis. 

To gain deeper insight into the kinetics of defect formation during the func-
tionalization process, varying temperatures and pre-treatment times were inves-
tigated. These studies were performed solely for the nitrosulfuric acid pre- 
treatment due to its high rate of defect formation and good homogeneity com-
pared with other pre-treatment used. Four different temperatures (55˚C, 75˚C, 
95˚C and 110˚C) were applied over a four hour reaction time. Raman analysis 
was subsequently used to determine the progression of defect formation (Figure 
7). The amount of defect formation increases as a function of both reaction time 
and temperature, while the amount of graphitic structure decreases. The stan-
dard deviation of samples treated for longer times also decreases, which indi-
cates greater sample homogeneity. The reaction temperature itself has a substan-
tial influence on the initial formation of defects, as seen by the D- and G-band 
areas acquired after 60 minutes. A subsequent change of up to 2 - 3 percentage 
points in the D- or G-band areas was also determined independent of the initial 
defect ratio. This means that the majority of defect formation occurs within the 
first 60 minutes of the reaction time.  

4.3. Influence of Pre-Treatment on Iron Contamination in MWCNT 

The influence of iron contamination on the MWCNT following acid pre-treat- 
ment was determined by either total reflection x-ray fluorescence (TXRF) or 
gravimetric analysis. 

Pre-treatment with sulfuric acid removed approximately 50% of iron conta-  
 

 
Figure 7. Progression of nitrosulfuric acid treated samples at different temperatures (a) D-Band (b) G-Band. 
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mination compared to pure MWCNT (Figure 8). Decreases in iron contamina-
tion by 60% and 65% in the respective HCl and nitric acid pre-treated samples 
were also found. Nitrosulfuric acid was also found to be the most efficient 
pre-treatment, with only a small fraction of 0.05 wt% iron determined by TXRF 
and thus effectively decreasing the iron content by a factor of ×10. This observa-
tion can be explained by the opening of the ends of the MWCNT, which has 
been previously reported [15]. This allows for encapsulated iron to also be 
washed out from the inner portion of the MWCNT. These trends are observed 
also by microscopy, as seen in Figure 6(e), Figure 6(k); this is in contrast to 
gas-phase treated MWCNT, in which endcaps remain closed (Figure 6(f), Fig-
ure 6(m)). While acid pre-treated samples no longer exhibited observable sur-
face iron, samples treated by gas-phase functionalization still contain iron par-
ticles at their surface (see Figure 6(j)). The amount of iron determined by TXRF 
was confirmed by gravimetric analysis of the used acids for the pre-treatment, as 
depicted in Figure 8 (red bar). After neutralization, the precipitated iron hy-
droxide was oxidized to Fe2O3 in an oven at 800˚C until the weight was constant 
[16]. The residual amount of iron contamination after the pre-treatment with 
hydrochloric acid was calculated based on the gravimetric measurement. The 
total amount of iron determined by TXRF and gravimetric measurements cor-
respond to the amount of iron in untreated MWCNT. Determination of the iron 
content by gravimetric analysis was not possible for sulfuric acid treated samples 
as the quantity of precipitated iron hydroxide was below our detection limit. 
During TXRF measurements, matrix effects like graphitic coated iron or sulfate 
residuals do not affect the results. Disintegration is also unnecessary [12]. 

5. Conclusion 

A fitting procedure based on single-phonon resonances for the Raman spectra of 
MWCNT has provided us the opportunity to gain detailed and statistically sig-  

 

 
Figure 8. Iron concentrations of different pre-treated MWCNT. 
Residual amount of iron contamination in MWCNT measured by 
TXRF (blue bar), amount of washed out iron during the acid pre- 
treatment determined by gravimetry (red bar). 
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nificant information regarding the D- , G- , and D’-bands of samples with rela-
tively low quantities of non-graphitic structures. It is important to note, howev-
er, that this fitting procedure is not universally applicable for carbon materials. 
Samples with a high content of amorphous carbon should be analyzed by the fit-
ting approach of Sadezky, et al. [9], whereas the present fitting procedure is 
recommended for samples with high graphitic structure content. We have found 
that the SPR approach to analyze Raman spectra of MWCNT is particularly sen-
sitive to differences arising in the various employed pre-treatments, while other 
physical processes which arise in Raman spectroscopy are minimally affected. As 
a result, the SPR procedure provides a promising method of investigating signif-
icant changes in the bulk composition of MWCNT which has undergone a va-
riety of pre-treatments. This has also allowed for the determination of relative 
sample homogeneity by comparison of the statistical error produced by a given 
pre-treatment technique. A general decrease in error was made possible through 
the SPR procedure in the form of reduced peak shifting. The influences of reac-
tion time and temperature on defect formation during nitrosulfuric acid 
pre-treatment were also evaluated, revealing that the number of structural de-
fects increases continuously with reaction time. The reaction temperature has a 
large impact on the rate of defect formation during the first 60 minutes. After-
ward this initial time, the rate of defect formation is comparable for all investi-
gated temperatures. Slower rates of defect formation can be compensated by us-
ing longer reaction times, which also leads to a greater homogeneity of the sam-
ple. STEM and TEM images confirm our conclusions derived from Raman spec-
troscopy. The remaining iron contamination remaining from catalyst during the 
synthesis process is also influenced by the choice of acid pre-treatment, with the 
nitrosulfuric acid pre-treatment appearing the most efficient. With these results, 
it is possible to predict the degree of defect formation and homogeneity of a 
MWCNT sample, allowing for the preparation of MWCNT with reproducible 
bulk properties. 
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