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The Laser Interferometer Space Antenna (LISA) and its metrology chain have to fulfill stringent
performance requirements to enable the space-based detection of gravitational waves. This implies
the necessity of performance verification methods. In particular, the extraction of the interferometric
phase, implemented by a phasemeter, needs to be probed for linearity and phase noise contributions.
This Letter reports on a hexagonal quasimonolithic optical bench implementing a three-signal test
for this purpose. Its characterization as sufficiently stable down to picometer levels is presented as
well as its usage for a benchmark phasemeter performance measurement under LISA conditions.
These results make it a candidate for the core of a LISA metrology verification facility.

Introduction—The first detections of gravitational
waves by the Laser Interferometer Gravitational-Wave
Observatory (LIGO) [1] and Virgo [2] have opened the
window for gravitational wave astronomy in the Hz and
kHz range. Avoiding limitations by seismic and gravity
gradient noise, the space-based observatory Laser Inter-
ferometer Space Antenna (LISA) [3, 4] will complement
this window at lower frequencies.

LISA aims to detect gravitational waves from 0.1 mHz
to 1 Hz by measuring tiny displacements between free-
floating test masses. Those are hosted in three spacecraft
(SC) forming a triangular, approximately equilateral con-
stellation with 2.5 million km arm lengths. The SC shield
the test masses from stray forces, a concept successfully
demonstrated by LISA Pathfinder [5]. The displacement
readout is performed by heterodyne laser interferometry.
It is split into bidirectional long-arm measurements be-
tween pairs of SC, and local measurements between SC
and test masses, forming six test-mass-to-test-mass links
in total. For each single link, a displacement sensitivity
of 10 pm/

√
Hz, dominated by shot noise, is aimed for.

Carrying the essential displacement information, the
interferometric phases need to be extracted from the
heterodyne beat notes with high fidelity by a phaseme-
ter. Current noise budgets allocate 1 pm/

√
Hz to the

phasemeter, which corresponds to a phase noise contri-
bution of approximately 1 µcycle/

√
Hz or 2π µrad/

√
Hz

(laser wavelength λ = 1064 nm). The heterodyne beat
notes will exhibit frequencies of 5-25 MHz with change
rates up to 20 Hz/s. These values are primarily de-
termined by the expected Doppler shifts due to SC
motion as well as by offsets intentionally applied for
constellation-wide frequency planning.

In LISA, the intersatellite interferometry will exhibit
coupling of the full laser frequency noise due to the SC
distances acting as interferometer arm mismatches. Miti-
gation of this otherwise overwhelming noise coupling will

be performed by a technique called Time Delay Interfer-
ometry (TDI) [6, 7]. It time-shifts and combines the mul-
tiple single link measurements throughout the constel-
lation in postprocessing to cancel multiple but delayed
occurrences of laser frequency noise. However, as TDI
is performed in postprocessing, the phasemeter has to
conserve the essential displacement information hidden
in the much stronger laser frequency noise. Therefore,
linearity over a high dynamic range is required, namely
8-11 orders of magnitude within the measurement band
(laser stability scale: 300 Hz/

√
Hz at 1 Hz).

In particular, the verification of the described require-
ments for the phasemeter poses a challenge. A frequently
utilized verification scheme is a split test, which is based
on a differential measurement of identical signals. In the
past, various phasemeters have been reported to show
phase noise performances [8–10] below 1 µcycle/

√
Hz in

split tests. Yet, particularly for LISA, a more elabo-
rate verification scheme is needed, e.g. a three-signal
test, first mentioned in [10], which utilizes a set of non-
identical signals to probe the phasemeter. In contrast to
the split test, it is sensitive to noise sources common in
the utilized phasemeter channels and, most importantly,
allows for the testing of their linearity. However, con-
ducted electrical and optical three-signal tests so far are
at least an order of magnitude above the required preci-
sion, mainly limited by testbed noise [9, 11]. Yet, such a
verification tool is crucial for the LISA phasemeter and
metrology chain.

This Letter reports on a testbed sufficient for LISA
phasemeter linearity and phase noise performance verifi-
cations. The testbed is based on a hexagonal quasimono-
lithic optical bench which implements an optical three-
signal test. After describing the experimental setup, mea-
surements proving the capabilities of the testbed together
with a benchmark performance test of a LISA phaseme-
ter will be shown.
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Experimental setup—Firstly, the three-signal scheme
will be described. Three independent initial phase signal
ϕ1, ϕ2 and ϕ3 are combined pairwise to form three in-
termediate signals ϕa, ϕb and ϕc, which can be written
as:

ϕa = ϕ1 − ϕ2, ϕb = ϕ2 − ϕ3, ϕc = ϕ3 − ϕ1.

In the case of LISA phase extraction tests, these interme-
diate phase signals are imprinted on MHz carriers that
are the heterodyne beat notes. In general, they exhibit
unequal frequencies fa 6= fb 6= fc. Each beat note is fed
to a channel of the phasemeter (denoted here by the oper-
ator E) whose digital outputs yield the measured phases
ϕ′
a
, ϕ′

b
and ϕ′

c
. They can be written as

ϕ′
a
= E(ϕ1 −ϕ2), ϕ′

b
= E(ϕ2 −ϕ3), ϕ′

c
= E(ϕ3 −ϕ1).

Finally, the three measured phases are combined in post-
processing to form the three-signal measurement

ϕ0 = ϕ′
a
+ ϕ′

b
+ ϕ′

c

?∼ 0,

which is the main measurand and in which the initial
phases ideally cancel. It includes the phase noise contri-
bution of the phasemeter E while being sensitive to non-
linearities: if E is nonlinear, which means the condition
E(ϕ1 − ϕ2) = E(ϕ1) − E(ϕ2) does not hold, the generic
initial phase signals will not cancel pairwise in ϕ0. The
same is true for nonlinear effects due to the unequal het-
erodyne frequencies. Additionally, the ratio between ϕ0

and the single channel inputs ϕ′
a−c

gives a direct estimate
of the phasemeter dynamic range. Here, the scheme is
implemented using a hexagonal quasimonolithic bench as
testbed core. The following description of the complete
testbed is divided into three conceptual parts.
The first part is a laser preparation bench. Its pur-

pose is to provide the initial phase signals ϕ1−3, which is
done by three 1064 nm nonplanar ring oscillator (NPRO)
Nd:YAG lasers (500 mW). As their pairwise combina-
tions ϕa−c are supposed to generate beat notes with het-
erodyne frequencies of 5-25 MHz, their frequency relation
must be well-defined. This is achieved by two digital con-
trol loops locking the frequencies of two slave lasers to one
master laser. The loop reference signal then sets the de-
sired heterodyne frequencies and can be utilized to add
artificial LISA-like frequency noise to ϕa−c for testing of
the required dynamic range.
The second part is the LISA phasemeter under test

here. It was developed within an ESA contract [12] by a
European consortium. It is based on parallel ADC chan-
nels (80 MHz) connected to field-programmable gate ar-
rays (FPGAs) implementing digital phase-locked loops
(DPLLs). The frequencies tracked by the DPLLs are
downsampled and converted to phase in postprocessing.
While the performance of the DPLL serving as phaseme-
ter core was verified in purely digital three-signal tests

[10, 13], it was shown that the phasemeter utilized here
also fulfills the LISA requirements in an electrical split
test [8].

Finally, the core of the experiment is the aforemen-
tioned quasimonolithic optical bench. It was designed
using the software tool IfoCAD [14] and enables the sta-
ble splitting and recombination of the initial phase sig-
nals according to the three-signal testing scheme. Fig. 1
shows a schematic of the bench. It consists of a thick Ze-
rodur baseplate (200× 200× 25 mm) carrying three fiber
injector optical subassemblies (FIOSs) for the injection
of the prepared laser light and six wedged beam splitters
placed in a hexagonal layout. Three of the beam split-
ters act as a first stage where each of the injected beams
(carrying the phases ϕ1−3) is divided into two. In a sec-
ond stage, each divided beam is combined or interfered
pairwise with the output of another dividing beam split-
ter, forming three interferometers in total. Finally, the
interferometer outputs at the second stage beam splitters
yield the three distinct combined phases ϕa−c with beat
note frequencies fa−c as well as the three complemen-
tary versions ϕ∗

a−c
(phase-shifted by π). The six out-

put beat notes are captured by photoreceivers and are
subsequently sampled by the phasemeter. The photore-
ceivers comprise InGaAs photodiodes (0.5 mm in diame-
ter, ∼1 mW incident power) and transimpedance ampli-
fiers based on single operational amplifiers. Taking into
account the complementary outputs of the interferom-
eters, eight three-signal combinations as main measur-
ands can be computed in postprocessing. Furthermore,
the complementary output pairs can be utilized to obtain
balanced detections for the three-signal combination and
also to perform three optical split test with a π phase
shift, named π measurements. These weaker tests are
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FIG. 1. Schematic of the hexagonal quasimonolithic optical
bench implementing a three-signal linearity test. Comple-
mentary interferometer outputs are utilized for diagnostic π

measurements.
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used for diagnostics.
While not being the only topology possible for a three-

signal scheme, the presented approach is well-suited con-
cerning two critical aspects. One is the phase noise cou-
pling after the splitting of the initial phases. In general,
this kind of noise ϕN is not common and acts in one
phasemeter channel only, as e.g. E(ϕ1 −ϕ2+ϕN) shows.
Hence, it cannot be distinguished from phasemeter noise
and limits the testbed. In the hexagonal bench, this noise
is primarily determined by the displacement stability be-
tween the first and second stage beam splitters. The
hexagonal configuration allows a compact and symmet-
ric implementation of the interferometers, hence lowering
the noncommon-mode displacement fluctuations caused
by thermal expansion and mechanical distortions. For
further mitigation of those effects, the thick Zerodur
baseplate serves as thermal bulk with low thermal expan-
sion coefficient while the fused silica beam splitters are
attached via hydroxide-catalysis bonding [15] and opti-
cal contacting. Due to its repeatability, the latter method
was chosen for the placement of the second stage beam
splitters which are decisive for proper contrast.
A second critical aspect of the bench is the static mis-

match of the two displacements between any first stage
beam splitter and its successive second stage beam split-
ters. In general, such a mismatch acts as unequal inter-
ferometer arms and hence leads to the coupling of single
laser frequency noise limiting the testbed. This unwanted
noise should not be confused with the controlled differ-
ential laser frequency noise in ϕa−c used to mimic the
master laser frequency noise in LISA and which is meant
to cancel out. Nevertheless, the symmetric layout of
the hexagonal interferometers allows the reduction of the
coupling by matching the static displacements within as-
sembly tolerances. A maximum displacement mismatch
of ∼ 200 µm is assumed.
As an amendment to the stable hexagonal interferome-

ter design, the aforementioned FIOSs were added to mini-
mize thermally induced angular jitter of the input beams.
The FIOSs consist of glued fused silica components and
are based on adaptations of earlier designs [16]. The min-
imization of the angular jitter is desirable as it couples
into displacement noise via the wedged beam splitters.
The latter in turn were chosen to achieve the angular
separation of desired beams and ghost beams reflected
from secondary surfaces.
The optical bench together with auxiliary optics and

photoreceivers is placed in a vacuum chamber. For
proper operation, a moderate vacuum (< 10 mbar) is
required, primarily to avoid optical path length fluctua-
tions caused by residual air. A fiber interface connects
the external laser preparation to the optical bench.
Another essential aspect for the operation of the

testbed is a proper polarization control. Firstly, mis-
matches between the single beam polarizations in one
beat note lead to a parasitic interference. The same is

true for mismatches between the beat note polarizations
on the different photoreceivers contributing to the three-
signal and π measurements. It was found during commis-
sioning that these mismatches could not be minimized
sufficiently for µcycle/

√
Hz precisions when only using

manually adjusted polarization filters in front of the in-
dividual photoreceivers. Instead, thin-film polarization
filters (extinction ratio 1:106) were placed right after the
FIOSs with their transmissive axis set to the bench sur-
face normal as a common reference. It is of significance
that the polarization filters in front of the photoreceivers
had to be removed, as their misadjustment would still
spoil the polarization matching.

More measures were taken to additionally control the
polarization in the input fibers. Firstly, this was done to
further improve polarization cleanliness in the interfer-
ometers, as dynamic parasitic signals with a power ratio
of 1:1010 with respect to the main beat note are already
critical. Secondly, it is desirable to minimize coupling
via indirect mechanisms. An example for such a cou-
pling is polarization fluctuations within the fibers caus-
ing pointing jitter at the fiber ends, which in turn leads
to differential phasefront jitter in the interference on the
photoreceivers. The latter accumulates and appears as
noise in the overall phase measured by the phasemeter.
The fiber polarization control is implemented in the in-
terface between vacuum chamber fibers and FIOS fibers,
replacing commonly used mating sleeves. Pairs of a λ/2-
and a λ/4-waveplate optimally match the polarization to
the FIOS fiber slow axis, assuring distortion-free propa-
gation through the fiber.

To summarize, the presented setup aims to minimize
all testbed noise indistinguishable from the noise contri-
bution of the phasemeter. The residual noise floor gives
an upper bound for the phasemeter performance in a
three-signal test. Additionally, the digital laser control
in the preparation allows mimicking of LISA-like phase
input signal conditions.

Possible extensions cover the utilization of three sep-
arate phasemeters with independent clocks to test LISA
intersatellite features like clock tone transfer, ranging and
data transfer as well as postprocessing techniques like
interpolation, clock synchronization and clock noise re-
moval for TDI. On top of this, the testbed can simulta-
neously be utilized to test other hardware components,
in particular photoreceivers and also electro-optic mod-
ulators (EOMs) used for the clock tone transfer.

Results— In the following, three measurements car-
ried out with the described setup are presented. One
was conducted with low heterodyne frequencies (5.8
MHz, 3.01 MHz, 2.79 MHz) and input phase noise of
0.04 cycles/

√
Hz at 1 Hz. These values were chosen to

exclude from the performance assessment effects such as
dynamic range limitations or noise caused by high carrier
frequencies. The results are shown in Fig. 2. The three-
signal performance (red line, obtained from the best of
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FIG. 2. Measurement with moderate phase noise input con-
ditions. The three-signal combination (red) fulfills the LISA
requirement scaled for three signals. Its fundamental noise
can be found in the π measurements (green), suggesting suf-
ficient stability of the hexagonal optical bench itself.

the different possible combinations) satisfies the LISA
phase extraction requirement scaled for three uncorre-
lated signals (relaxed towards lower frequencies due to
expected test mass residual acceleration noise). The π
measurements (green lines) at the three interferometer
output ports show a similar noise shape and magnitude,
while a balanced detection did not yield a significant im-
provement. It is assumed that the weaker π measure-
ments effectively show the limit of the three-signal mea-
surement in the current state. Consequently, only noise
sources detectable in the π measurements are considered
as limiting, with residual polarization mismatches being
the main candidate. This in turn suggests that the hexag-
onal optical bench itself is not yet a limiting factor in
terms of stability and that the testbed performance can
in principal be improved further.

More measurements were conducted with LISA-like in-
put conditions as specified in the following. The results
are shown in Fig. 3. For the first three-signal measure-
ment (red solid line), the heterodyne frequencies were set
to 24.9 MHz, 18.1 MHz and 6.8 MHz, while the single
input phases (pink, turquoise, purple) were generated to
resemble a LISA-like signal shape with instantaneous fre-
quency noise of 450 Hz/

√
Hz at 1 Hz (∼ 70 cycles/

√
Hz)

with a 1/f behavior dominating below 2 mHz. With
the shown three-signal performance, this corresponds to
a dynamic range of 8 up to 11 orders of magnitude at
1 Hz and 0.1 mHz, respectively. An illustration of this
is shown in Fig. 4, which shows time series of the sin-
gle input phase fluctuations and their combination in a
drastically reduced scale (right side). The performance
still satisfied the LISA phase extraction requirement ex-
cept in the range of 0.4-20 mHz. A major contribution
to the higher noise level compared to the measurement
with moderate input conditions was traced back to the
utilized photoreceivers. At the required precision levels,
they show a heterodyne-frequency-dependent noise be-
havior and thus lead to excess noise when operated at the
upper end of the LISA heterodyne frequency band. Iso-
lated differential measurements between pairs of photore-
ceivers were conducted for a noise projection (blue line).

FIG. 3. Measurements with LISA-like input phase noise and
heterodyne frequencies. A dynamic range of 8-11 orders of
magnitude can be computed from the three input signals
(pink, turquoise, purple) and the three-signal combinations
(red: fixed heterodyne frequency, red dashed: heterodyne fre-
quency sweep over 90 hours). The LISA three-signal require-
ment was fulfilled except between 0.4-20 mHz being limited
by the photoreceivers (noise projection in blue).

FIG. 4. Time series of input phase fluctuations and resulting
three-signal combination, illustrating the high dynamic range
essential for TDI.

This includes a higher noise contribution by the phaseme-
ter itself, which shows a similar, but weaker heterodyne-
frequency dependence.

A second long-term three-signal measurement (red
dashed line) was conducted with similar input phase
noise as in the prior measurement but with dynamic het-
erodyne frequencies. More specifically, sweeps from 24.9-
5.0 MHz, 18.1-3.0 MHz, and 6.8-2.0 MHz were applied
within a time frame of 90 hours. This corresponds to
a maximum sweep rate of ∼ 61 Hz/s. Compared to the
prior measurement, the performance shows no significant
deterioration except a stronger low-frequency drift.

Discussion and conclusions— The measurements pre-
sented in Fig. 2 shows that the hexagonal optical bench
provides sufficient stability down to LISA-like picometer
levels and a static displacement matching that allowed
the use of a free-running master laser. These properties
in turn led to the first optical three-signal linearity tests
with MHz signals and µcycle/

√
Hz precision. On top of

that, the shown π measurement suggest that the hexag-
onal bench itself is not the current limitation and that
the performance could be improved further.

Nevertheless, even the current testbed state enabled a
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benchmark linearity test of a phasemeter with LISA-like
dynamic range and heterodyne frequencies. The required
phase extraction performance could be verified in most
of the frequency band. Not the phasemeter, but the pho-
toreceivers are most likely limiting in the current state,
yet they are not considered a show stopper and will be
investigated further.
Comparable state-of-the-art testbeds [11, 17] were able

to show similar dynamic ranges, however with single-digit
MHz frequencies and most importantly with precision
levels more than an order of magnitude above the ones
demonstrated in this Letter.
The shown results suggest the utilization of the hexag-

onal optical bench testbed as a facility for the verification
of future iterations of the LISA phasemeter, including en-
gineering or flight models. As mentioned, the testbed can
easily be extended to probe other important features of
the LISA metrology chain.
Besides this extension, future work will include efforts

to tackle the noise sources assumed to be limiting, like
polarization and photoreceiver noise, in order to reduce
the testbed noise floor further.
To conclude, the LISA phasemeter in particular and

the LISA metrology chain in general are crucial to en-
able the successful detection of gravitational waves in
space. Stringent requirements are imposed on these com-
ponents, making verification a challenge. The measure-
ments presented here show that the hexagonal optical
bench provides the capability to face this challenge suc-
cessfully.
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