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Use of Phased Array Coils for a Determination of
Absolute Metabolite Concentrations

Oliver Natt, Vitaliy Bezkorovaynyy, Thomas Michaelis, and Jens Frahm*

This work describes the use of phased array coils for a quantifi-
cation of absolute metabolite concentrations. The method is dem-
onstrated for single-voxel localized proton MRS of human brain
with an eight-element receive-only head coil. It is based on the
transmitter reference amplitude of the body coil used for RF trans-
mission. A relative sensitivity of every element of the phased array
coil is derived from a combination of two reference scans without
water suppression that correspond to either the body coil in trans-
mit-receive mode or the phased array coil in conjunction with
body coil excitation. Experimental results were obtained at 29 T
for both phantoms and 12 human subjects in different locations of
gray and white matter. The data demonstrate that the procedure is
technically robust and without a penalty in measuring time. More-
over, it takes full advantage of the signal-to-noise gain for quan-
titative proton MRS and may be extended to other phased array
coils without the need for a recalibration. Magn Reson Med 53:
3-8, 2005. © 2004 Wiley-Liss, Inc.
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Because phased array coils offer improved signal-to-noise
ratio (SNR) or speed (in conjunction with parallel acquisition
techniques), most modern MRI systems are equipped with
multiple-element arrays and a corresponding number of in-
dependent radiofrequency (RF) receiver channels. For local-
ized MRS the expected SNR gain of phased array coils results
from two sources. First, for volume-of-interest (VOI) loca-
tions close to a coil element, the higher sensitivity of a sur-
face coil in comparison with a volume coil yields significant
advantages, and second, the uncorrelated noise from differ-
ent coil elements allows for a further improvement by a
suitable combination of individual signals. Although the un-
derlying phenomena of noise correlation and signal combi-
nation have previously been studied both theoretically (1)
and experimentally (2—4), no attempt has been made to uti-
lize receive-only phased array coils for a quantification of
absolute metabolite concentrations.

The most simple methods for absolute quantification rely
on either an internal reference such as the tissue water con-
tent (5,6) or an external reference in the form of a model
solution attached to the coil (7). Unfortunately, these ap-
proaches are often hampered by problems such as unknown
(pathologic) changes in tissue water or the need for large
off-center positions for the external reference phantom. The
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best results in terms of reproducibility and practicality have
therefore been obtained with the use of the absolute reference
method, which scales the acquired data by the amplitude of
a nonselective 90° reference pulse (8). The approach ac-
counts for different coil loadings according to the reciprocity
theorem (9,10). Alternatively, the MRS signal may be scaled
by the amplitude of a modified water suppression pulse
(11,12). Whereas both the internal and the external reference
method require no adjustment for phased array coils, the
absolute reference method cannot be directly applied to a
situation where the excitation by a body coil is followed by
signal detection with a receive-only coil. This is because the
only available transmitter amplitude does not reflect the
loading of the phased array coil but that of the body coil.
The purpose of this study was (i) to develop a method for
the absolute quantification of metabolite concentrations with
phased array coils and (ii) to prove its reliability by applica-
tions to single-voxel proton MRS of the human brain in vivo.

MATERIALS AND METHODS

All studies were conducted at 2.9 T (Siemens Magnetom
Trio, Erlangen, Germany) using an eight-channel receive-
only phased array head coil (Siemens, Erlangen, Germany)
in combination with a body coil, which can be used both
in transmit-only and in transmit-receive modes.
Localized proton MRS of human brain was performed
using a STEAM sequence (TR/TM/TE = 6000/10/20 msec,
2048 complex data points, dwell time 0.5 msec). For phan-
tom studies the repetition time was prolonged to
20000 msec to account for the longer T, relaxation times.
Water suppression was accomplished with a preceding
CHESS sequence (pulse spacing 60 msec) and flip angles of
89.2, 83.4, and 160.2°, respectively (13). All spectral anal-
yses were performed with use of LCModel (14).
Localized MRS measurements consisted of three indi-
vidual acquisitions: (i) a single scan without water sup-
pression using the body coil in transmit-receive mode, (ii)
a single scan without water suppression using the body
coil for RF transmission and the phased array coil for
signal detection, and (iii) the actual water-suppressed scan
(64 accumulations for in vivo studies) using the same
arrangement as in (ii). The contributions from the different
coil elements were saved as independent data and there-
fore resulted in a set of 17 signals for one spectrum.
Before each examination, the body coil was automati-
cally tuned and matched and a transmitter reference am-
plitude was determined by the manufacturer’s software
(NUMARIS/4, Siemens, Erlangen, Germany). The accuracy
of this procedure was verified for both phantoms and
human subjects by measuring the signal amplitude of lo-
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calized acquisitions without water suppression as a func-
tion of the (nominal) flip angle, that is at =5, =10, *15,
and +=20% of the RF power calculated for 90°.

Phantom Experiments

Because the library of model spectra for the MRS analysis
with LCModel was originally acquired with a volume coil, a
calibration factor for the phased array coil was obtained by
measuring a spherical phantom of 50 mM creatine (Fluka
27890) in an aqueous phosphate buffer (72 mM K,HPO,,
28 mM KH,PO,). During these calibration experiments var-
ious “load phantoms” were placed in the magnet bore in

different positions in order to mimic the conditions encoun-
tered in vivo and to test the reproduciblity of the quantifica-
tion procedure under different load conditions. The spatial
homogeneity of the quantification procedure was examined
using a large cylindrical ethanol phantom (200 mM ethanol
in aqueous phosphate buffer as above) and multiple VOI
positions (20 X 20 X 20 mm®) shifted along each axis until
they were touching the borders of the phantom.

Human Studies

Twelve healthy volunteers (7 female/5 male, age range
21-38 years, mean 26.9 *= 4.6 years) participated in the
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FIG. 2. Deviation of the quantified ethanol con-
centration from the mean value as a function of
VOI (20 X 20 X 20 mm?) position in left-right (L-R),
anterior-posterior (A-P), and head—foot (H-F) di-
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study. Informed written consent was obtained before all
examinations. Each session comprised T,-weighted MRI
(RF spoiled 3D FLASH, TR/TE = 11/4.9 msec, flip angle
15°) in sagittal (1 X 1 X 4 mm?®), coronal (1 X 1 X 4 mm?),
and transverse orientation (1 X 1 X 2 mm?). In accordance
with previous studies VOI locations were chosen in pre-
defined cortical and subcortical gray and white matter. For
each subject spectra from 12 different locations were ac-
quired in two separate sessions.

RESULTS AND DISCUSSION
Combination of Spectra

For phased array coils with n elements, the data needed for
each quantified spectrum consists of 2n + 1 time-domain
signals (here n = 8 yields 17): S, ,(#) denotes the single
scan without water suppression acquired with the body
coil in transmit-receive mode, S,, ,(f) refers to the set of n
single scans without water suppression obtained from the
n elements of the phased array coil after body coil excita-
tion, and S,(f) represents the corresponding set of water-
suppressed acquisitions. The situation is illustrated in Fig.
1, which depicts experimental data of a proton MRS study
of human brain as recorded by the individual elements of
an eight-channel phased array head coil. While the outer
left column shows the single-scan spectra without water
suppression, the second column contains the correspond-
ing water-suppressed raw spectra. Because the phase be-
havior of the reference spectra is highly correlated to that
of the water-suppressed spectra, the latter can be compen-
sated for residual eddy current distortions by using the
phase information ¢,, ,(t) of the former according to (15)

Sox(t) = Si(t) - 7w H, [1]
The resulting spectra without eddy current effects are si-
multaneously corrected for zero-order phase differences
and shown in the third column of Fig. 1. The subsequent
summation procedure combines the individual spectra by
using a weighted sum

Ssum(t) = E WkSe,k(t)’ [2]

k=1

-20 0 20 40 60
Off-Center Position / mm

with weighting factors w, proportional to the SNR of the
corresponding spectrum (2,4). Here, the weighting factors
were determined by

8

Wi = Aw,k/EAw,I,

I1=1

(3]

where A, ; refers to the amplitude of the time-domain
signal without water suppression (obtained by fitting an
exponential decay to the data). For the example shown in
Fig. 1 these weighting factors are given in the outer left
column. They are in good agreement with the correspond-
ing SNR values given in the third column of Fig. 1. Finally,
the outer right column of Fig. 1 shows spectra and SNR
values from a successive weighted summation of N spectra
ordered with respect to SNR,

N

Ssum,N(t) = E WkSe,k(t)-

k=1

[4]

Both visual inspection and a quantitative analysis by LC-
Model indicate that summation of the four best spectra
results in a steady improvement of the SNR, while contri-
butions from the other coil elements have only a minor
impact on the total signal quality. This behavior was typ-
ical for VOI locations in the outer cortex where a maxi-
mum of two to four coil elements provide a very strong
signal. However, the situation is different in locations such
as the thalamus, which are closer to the center of the brain
and therefore further away from all elements of the cir-
cumscribing phased array head coil. Under these condi-
tions all coil elements provide similar signal contributions
to the net spectrum and the SNR of the summed spectrum
increases monotonically with the number of spectra. In
general, no case has been observed where the exclusion of
the signal from a particular coil element resulted in an
improvement of the final spectrum. On the other hand,
because the SNR of the summed spectrum was never com-
promised by adding all spectra, this was chosen as a stan-
dard procedure for this work.

Quantification of Absolute Metabolite Concentrations

A prerequisite for the accuracy of the absolute reference
method (with or without a phased array coil) is the quality
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FIG. 3. (Left) VOI locations (T,-weighted
3D FLASH MRI) and (right) corresponding
localized proton MR spectra (STEAM, TR/
TE/TM = 6000/20/10 msec, 64 accumula-
tions) of a 21-year-old male subject ac-
quired with an 8-channel phased array
head coil after excitation by the body coil.
(@) PO = parieto-occipital white matter
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(4.1 mL), (b) PMP = paramedian parietal
gray matter (12.5 mL), (c) Tha = thalamus
(4.1 mL), (d) C.Cent = central part of cer-
ebellum (8 mL). For display purposes only,
the spectra (scaled to arbitray units) were
zero-filled (4096 complex data points), ex-
ponentially apodized (half width 221 msec,
corresponding to 1 Hz line broadening),
and manually phase corrected. FGM =
frontal gray matter, FWM = frontal white
matter, Occ = occipital gray matter,
C.Hemi = cerebellar hemisphere.

Central Cerebellum
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with which the transmitter amplitude of a reference pulse
can be determined. In the present study, the manufactur-
er’s automatic procedure employs a 90° rectangular pulse,
which is then used to calculate the power of other (shaped)
pulses in a specific MRI or MRS sequence. The accuracy of
this method was controlled by deliberately varying the
nominal value calculated for the STEAM localization se-
quence and the body coil in transmit-receive mode. In fact
in all cases, the maximum signal of a single-scan acquisi-
tion without water suppression was obtained for a flip
angle (RF power), which was within 5% of the nominal
value. The transmitter amplitude of the body coil TA,,

2 1

Chemical Shift/ ppm

which is given in volts by the manufacturer’s software
therefore adequately represents the actual loading and
may be taken as a good measure for the inverse sensitivity.

When using a phased array coil in conjunction with
body coil excitation as proposed here, then the product of
TA,, with the ratio of the water signal reference ampli-
tudes obtained with the body coil A, ;. and the (com-
bined) phased array coil A,, ., corresponds to the inverse
sensitivity of the phased array coil. Accordingly, the (vir-
tual) transmitter amplitude of the phased array coil TA,,,,,,
required for quantification of an absolute metabolite con-
centration yields



Absolute Quantification of Metabolites Using Phased Array Coils

Table 1

Metabolite Concentrations (mmol/liter VOI = SD) in Gray Matter and Thalamus

Gray matter

Thalamus
Frontal Parietal Occipital
tNAA 7.2 +0.7 7.0 0.7 7.2 +0.8 7.3+16
NAA 6.6 £ 0.6 6.5 0.7 6.5+ 0.9 6.4 +1.3
NAAG 0.6 £0.3 04 +0.3 0.6 0.3 09 *+1.1
tCr 5.9 = 0.6 55+ 0.7 4.9 + 0.6 6.3 1.5
Cho 1.5+0.2 1.0 = 0.1 0.7 £ 0.2 1.7+ 0.5
Ins 3.7+0.4 3.3+04 29+ 04 3.0+1.2
Glu 7.0 +0.7 6.4 + 0.8 5.0 £ 0.7 4.7 = 2.4
Gin 2.9 = 0.7 25+ 0.7 22 * 0.6 5717
VOI (mL) 10.0 12,5 8.0 4.1
FWHM? (Hz) 52 *+0.8 58 0.8 6.2 = 0.8 95=+17
SNR? 23 +3 25+ 4 23+ 4 5+1
SNRy, (ML) 23+03 2.0+ 0.3 2.9+ 0.4 1.3 +0.2
2Determined by LCModel.
Ao tudes. Moreover, as demonstrated in Fig. 2, the accuracy of
TAgum = TAp A . [5]  the absolute quantification revealed no systematic depen-

Finally, the following information was provided to LC-
Model for spectral analysis: (i) the weighted sum of the
water-suppressed spectra from the different coil elements
Ssum(t) according to Eq. [2], (ii) the calculated transmitter
reference amplitude TA,,,,, and (iii) a calibration factor
which accounts for the fact, that the library of model
spectra was acquired with a different coil.

Phantom Experiments

Using the aforementioned procedure, quantification of the
50 mM creatine phantom yielded a creatine concentration
0f 48.9 = 2.3 mM. In more detail, the use of rather different
coil loadings and VOI off-center positions resulted in a
TA,, range of 275-322 V, which translated into TA,,,
values for the phased array coil of 223—459 V. Despite this
large variation, the full range of evaluated creatine concen-
trations varied only moderately between 45.9 and 52.5 mM
with no obvious correlation to one of the reference ampli-

dency on the position of the VOI within the accessible
range of =50 mm.

These results demonstrate that the proposed quantifica-
tion method with combination of individual spectra from
the different elements of a phased array coil provides a
high accuracy for the determination of metabolite concen-
trations. The results are generally independent of both the
loading of the used coils and the relative position within
the phased array coil.

Human Studies

Representative proton MR spectra of human brain in vivo
are shown in Fig. 3 together with images indicating the
locations and dimensions of respective VOIs. In accor-
dance with previous studies, VOIs were placed in gray
matter of the paramedian frontal cortex (20 X 25 X 20 mm®
= 10 mL), parietal cortex (20 X 25 X 25 mm® = 12.5 mL),
occipital cortex (20 X 20 X 20 mm® = 8 mL), left and right
thalamus (16 X 16 X 16 mm® = 4.1 mL), and central

Table 2
Metabolite Concentrations (mmol/liter VOI = SD) in White Matter and Cerebellum
White matter Cerebellum
Frontal Parieto-occipital Hemispheres Central
tNAA 6.8 = 0.8 7.6 0.8 8.0 0.9 71 =141
NAA 59 =*0.7 6.4 +0.8 6.1 0.8 6.2+1.0
NAAG 09 05 1.3 +0.5 1.9+0.8 0.8+04
tCr 43+0.5 43+0.5 6.0 = 0.9 75*1.0
Cho 1.8 £0.2 15+0.2 19+0.2 1.9 +£03
Ins 28 0.5 28+ 0.5 4.0+07 43 +07
Glu 39 +11 41 +0.8 50*+1.4 58 *+1.1
Gin 3.1+0.9 22+07 39*+15 38+14
VOI (mL) 4.1 4.1 41 8.0
FWHM? (Hz) 6.5*+1.0 51=*x12 72+12 58+13
SNR? 9+2 12+ 2 7+1 17 £ 3
SNRyo, (ML) 21+04 29+0.5 1.7 £ 0.2 21+04

2Determined by LCModel.



cerebellum (20 X 20 X 20 mm?® = 8 mL) as well as in white
matter of the left and right frontal and parieto-occipital
cortex and left- and right-hemispheric cerebellum (all 16 X
16 X 16 mm® = 4.1 mL). Tables 1 and 2 summarize the
concentrations of major cerebral metabolites as well as
mean linewidths and SNR values.

It is noteworthy that the full width at half maximum
(FWHM) is approximately 50% larger than in studies per-
formed at 2.0 T (16,17) and approximately 100% larger
than at 1.5 T (18). This observation is primarily due to a
more pronounced T,  decay at higher fields and only
partly caused by a shortening of T, (19). The increased
linewidth is in turn responsible for the fact that only a
small portion of the higher SNR obtained here can be
ascribed to the 3-T field strength. This is in agreement with
previous observations reporting an SNR increase of less
than 30% when going from 1.5 to 3.0 T (20). Thus, the
improved SNR clearly stems from the use of a phased array
coil. As indicated by the SNR per unit volume (SNRy,)
given in Tables 1 and 2, this notion is supported by the
high values (2.9 mL ") obtained for gray and white matter
in occipital cortex, which is close to one or two coil ele-
ments as opposed to the slightly lower values (2.0-2.3
mL~") for more distant VOI locations in frontal or parietal
cortex. The much lower SNRy,; for the thalamus reflects
both its central position and the poor linewidth achievable
in this region, which most likely reflects both a small T,
value due to the enhanced iron content and motion in-
duced by pulsatile flow from large vessels.

The concentrations of most cerebral metabolites in Ta-
bles 1 and 2 including total N-acetylaspartate (tNAA),
creatine and phosphocreatine (tCr), and choline-contain-
ing compounds (Cho) are in general agreement with pre-
vious findings in young adults as, for example, reported
from our own lab using 2.0-T acquisitions with a volume
coil (17). Nevertheless, in selected cases, that is for a
particular metabolite and/or location, differences have to
be acknowledged. For example, glutamate (Glu) and myo-
inositol (Ins) concentrations are about 20—30% lower than
in our previous study. At least for the strongly coupled Glu
resonances a possible explanation stems from the fact that
the metabolite quantification by LCModel is sensitive to
low SNR. In fact, by adding Gaussian noise to a sample
spectrum, it can be shown that the analysis of low-SNR
spectra bears a tendency for overestimating Glu. This ef-
fect may have contributed to its higher level found before.
Moreover, apart from somewhat reduced NAA and N-
acetylaspartylglutamate (NAAG) concentrations in white
matter, thalamus, and cerebellum, the reported NAA gra-
dient from frontal to occipital gray matter (16) could not be
confirmed as all NAA and NAAG concentrations in gray
matter were similar.

CONCLUSIONS

The method proposed here provides a simple and robust
strategy for the quantification of absolute metabolite con-
centrations using MRS with phased array coils. The ap-
proach has little impact on the total measuring time as
only a single scan without water suppression must be
added to the equivalent approach for transmit-receive
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coils. As shown here for quantitative proton MRS of the
human brain, the method takes full advantage of the im-
proved SNR offered by phased array coils. Of course, this
particularly applies to VOI locations in the vicinity of one
or two of the individual coil elements. Finally, it should be
emphasized that the calibration factor required for the
phased array coil only depends on the properties of the
body coil in transmit-only mode. Therefore, it is possible
to apply the quantification method to different phased
array and/or surface coils without the need for a recalibra-
tion.
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