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The authors report on the first experimental characterization of a fiber tip-based electron source,
where electron emission can be triggered by both electric field and optical excitation. Our approach
consists of coating the open aperture of a commercial 100 nm apex size near-field scanning optical
microscopy fiber tip with a 10 nm thick tungsten (W) layer, which is back-illuminated by a 405 nm
continuous-wave laser beam in the presence of an extraction electric field. Despite the very low optical transmission of the fiber due to the subwavelength aperture size, measurements show a clearly
enhanced emission when photoexciting the W layer with respect to pure field emission. The emission response time is slower than the optical trigger time, suggesting that thermal effects are predominant in the studied regime. To back up this hypothesis, the authors fabricated a nanometric
thermocouple probe based on a Pt/Au junction and measured the temporal response of the tip temperature. The measured switch-on time for the tip temperature is consistent with the switch-on time
C 2014 American Vacuum Society.
of the optically enhanced electron emission. V
[http://dx.doi.org/10.1116/1.4902016]

I. INTRODUCTION
Pulsed high brightness electron sources have found wide
application in time-resolved electron diffraction1–3 and microscopy.4–6 Also, they are essential components of synchrotron and free electron laser x-ray facilities.7,8 While planar
photocathodes and laser-triggered thermionic sources are
commonly employed in time-resolved experiments,1–6,9
recently interest has grown in nanometric photofield emission tip sources.10–19 Despite offering a lower peak current
as compared to planar photocathodes, their small size allows
for emission of extremely low-emittance and high-brightness
electron bunches. The resulting large transverse coherence
length at the sample plane makes them especially promising
candidates for a new generation of experiments tailored to
crystalline specimens with large unit cell sizes, such as proteins.20 In addition, the Schottky lowering of the emitter’s
work function facilitates single or few-photon photofield
emission at wavelengths in the visible and near-infrared
ranges. To enhance the available peak currents and provide
integrated electron gun designs, tip sources can be combined
into Spindt-type gated emitter arrays,21–24 also providing the
option of subnanosecond electronic gating.25 While continuous field-emitter electron guns are now standard for static
electron microscopy and crystallography applications, there
is still much scope for the development of their phototriggered pulsed analogues,14,25 particularly regarding the difficulty of incorporating and aligning optical elements in high
electric field environments.
In this paper, we present a novel approach to deliver optical radiation to a nanotip source. The method consists of
a)
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applying a thin metal coating to the nanometer-sized apex of
a tapered optical fiber, which acts as a source for fieldemitted electrons. This amalgamation of the electron emitter
with the optical trigger source eliminates alignment issues of
optical elements, while incorporating all of the advantages
of back-illuminated planar photocathodes. Such a device
promises to provide an electron source that is both more stable and more versatile than conventional ones based on
externally triggered field emitters or flat photocathodes.
II. DESCRIPTION OF THE DEVICE AND
EXPERIMENTAL SETUP
We use a standard near-field scanning optical microscopy
(NSOM) multimode optical fiber tip26 purchased from
Nanonics Imaging Ltd. The devices are compatible with
photon wavelengths in the 200–1200 nm range and are
tapered down at one end such that the fiber core forms a
100 nm diameter tip as shown in Fig. 1. Using a pulled fiber
tip, instead of an etched one,27 assures better transmission of
the light to the apex, as the cladding is not removed in the
process. The tapered region features a Cr/Au coating, providing both electrical conduction to the tip, and reducing optical losses. The 100 nm fiber core tip is left as an open
subwavelength aperture, where only a tiny fraction of the
incident light is escaping into a propagating beam. Our
approach consists of covering the open aperture with a thin
metallic layer, thus forming a novel nanometric electron
source, which holds the advantages of sharp field emitters,
but could also be used as a back-illuminated photocathode in
which the difficulties of aligning optical elements are absent.
The coatings were done using an electron-beam deposition
machine, where the fibers were mounted under an angle of
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FIG. 1. (Color online) Schematic view of the fiber tips used in this study.

45 with respect to the evaporated beam and rotated during
the entire process. This represents, to our knowledge, the
first experimental implementation of an optically triggered
nanoscopic fiber tip electron source.
We have found that unassisted electron field emission is
possible from our pulled fiber tips with various thin layer
metal coatings. Tungsten (W), chromium (Cr), platinum
(Pt), and gold (Au) coatings in the 10–40 nm thickness range
have resulted in cold field emission for applied extraction
voltages in the 1–3 kV range for an anode a few mm away
from the tip. For the present study, we have used tungsten
(W) as the electron emitter material, which was coated on a
100 nm diameter pulled fiber tip. The fiber tip was mounted
at a distance of 10 mm in front of a microchannel plate imaging detector (MCP) inside of our vacuum chamber as shown
in Fig. 2. Laser coupling to the fiber was achieved outside
the chamber using a fiber feedthrough for the air–vacuum
interface. The fiber tip was kept grounded and an extraction
voltage in the 1–2.5 kV range was applied on the front MCP
plate. The emitted beam was imaged using a phosphor
behind the MCP, while the corresponding emission current
at the tip was measured using a highly sensitive ammeter
(Agilent B2902A).
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standard Fowler–Nordheim (FN) equation for an imagecharge potential,28 which predicts a behavior as
I / F2 expðvbð/3=2 =FÞÞ, where the prefactor b in the FN
exponent is given by 6:83 eV3=2 V=nm. The dimensionless
constant v is close to unity for our parameters,29 and it is
therefore disregarded in our treatment. To analyze the I–V
behavior found in our experiment and shown in Fig. 3, we
assume the extraction voltage V to be proportional to
the field at the apex F, and hence fit our data with a FN equation of the form I ¼ AFN ðV=BFN Þ2 expððBFN =VÞÞ. By
equating b/3=2 =F ¼ BFN =V and using our fit result
BFN  3:85  104 V, we infer an electric field at the apex of
F  2:3 GV=m at an extraction voltage of V ¼ 1300 V and
assuming the bulk material work function of tungsten to be
/ ¼ 4:6 eV. At this field, the Schottky-reduced tunneling
barrier30 (effective work function) is expected to be 2.79 eV.
We are aware that using the bulk work function may not be
accurate for predicting absolute currents, but still should provide a reasonable approximation for the present application.
As a proof-of-principle experiment, we investigated the
effect on the electron emission of up to 2 mW of continuous
405 nm diode laser light applied to the fiber input, in particular, with respect to the transient switch-on behavior. In order
to gain more insight on what to expect from our measurements, we measured the far field optical transmission of an
uncoated fiber tip similar to the ones used in our experiments. For this purpose, a low-numerical-aperture
(NA < 0.01) lens system was used to form an image of the
tip on a low-noise CCD camera. After taking and analyzing
images from various polar angles with respect to the optical
axis, we could reconstruct the angular emission pattern
largely unhampered by background signal. The emission pattern does not overlap with the tip image for most polar
angles. To infer the absolute value of the transmitted power,
we used a previously obtained calibration of the camera signal and the known aperture area of the lens. The optical
power transmission efficiency of the fiber was inferred to be
on the order of 107 . We note here that, for this measurement, polarization was ignored, which may lead to an azimuthal dependence of the far-field emission pattern. On the

III. RESULTS AND DISCUSSION
Electron field emission was detected for an extraction
voltage of about 1.1 kV at 109 mbar background pressure.
In order to estimate the electric field present at the fiber
apex, we fit our I-V characteristics using a zero-temperature

FIG. 2. (Color online) Description of the experimental setup and electrical
circuit.

FIG. 3. (Color online) Field emission curve (squares) and the corresponding
Fowler–Nordheim fit (solid line).
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FIG. 4. (Color online) Response of electron emission to application of laser
for an unconditioned tip, and in the presence of no field-emission current
(black squares); the applied 405 nm CW laser power (red solid line).

other hand, the momentum distribution of the mode coming
out of the fiber tip is broad and could stretch into evanescent
momentum regions. Therefore, the classic case of a flat photocathode with a plane wave propagating along an axis that
is normal to its surface cannot apply here.
Given the low optical transmission, we can argue that,
while single-photon photofield emission should be allowed
at the used wavelength due to the Schottky lowering discussed above, the low incident peak power and transmission
of the subwavelength fiber tip would make such a process
extremely weak. For example, for the given conditions in
order to get an emission current of 10 pA, which is close to
the noise limit of our measurement, the quantum efficiency
of our metal coating would have to be on the order of
1:5  101 , which is much larger than what is expected for
metals. Despite these considerations, our measurements
clearly reveal an enhanced field-emission current in the presence of light as shown in Figs. 4 and 5.
The switch-on electron emission time, when applying the
CW light, proves to be very sensitive to the fabrication procedure, particularly the angle under which the tip is rotating in
the deposition machine, the coating material, and the thickness
of the coating in the 10–40 nm range that we investigated.
Also, for similar tips, we measured different electron emission
transients, depending on the time that the tip was conditioned
and on the base field-emission current at which the laser

03C101-3

FIG. 5. (Color online) Response of electron emission to application of laser
for the conditioned tip, and in the presence of a field-emission current of about
180 pA (black squares); the applied 405 nm CW laser power (red solid line).

triggering was applied. Figure 4 shows the electron emission
switch-on time for a 10 nm W coated tip (deposited under 45
rotation angle) before any conditioning and in the presence of
no emission due to the applied electric filed. The structure of
this fiber tip approximates the sketch represented in Fig. 1.
Under these conditions, the time required for the emitted electron current to reach a steady state was measured to be on the
order of a few seconds as it can be seen in Fig. 4. The complete recovery of the emitted current to the initial value
(before the laser pulse) strongly suggests that no change on
the tip structure was encountered during these measurements.
On the other hand, Fig. 5 represents the switch-on time
for an identically fabricated tip, after 2 weeks of 1–1.5 h of
measurements per day. In this case, the CW light was
applied when the tip was already field-emitting a current of
about 180 pA. For these conditions, an electron emission
transient with a half rise time of only approximately 10 ms
was measured. This is significantly faster, suggesting that
structural changes have occurred at the tip.
Still, this excludes photofield emission as the predominant
emission process, which should follow the laser diode rise
time instantaneously. This fact leads us to the assumption
that a thermal enhancement of the field emission current is
present, where the fiber nanotip is heated by the incident
laser. The emission current increase is based on changes
induced in the population of electron states inside the W

FIG. 6. SEM image of a fiber tip before the experiment (a) and after measurements and conditioning (b).
JVST B - Nanotechnology and Microelectronics: Materials, Processing, Measurement, and Phenomena
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FIG. 7. (Color online) Thermocouple voltage calibration and, in the inset,
the thermocouple sketch and the basic circuit are shown.

layer. At a higher temperature, states above the Fermi level
become more populated, enhancing tunneling through the
barrier which is lowered by Schottky-type image charge
potential30 in the presence of the high electric field. As discussed in various theory publications31–33 and also shown
experimentally in Ref. 34, this can lead to significant current
increase even far away from the thermionic (Richardson) regime, where electron states with energies above the barrier
become populated thermally. The change of the electron
emission transient could be due to structural modifications of
the tip during conditioning. This explanation is strongly supported by our SEM images of the tips before and postconditioning. Figure 6 represents a similar fiber tip before the
experiment (a) and after the experiment (b) when the tip
became very unstable, and was not emitting anymore. The
image clearly shows that ablation of the metallization has
occurred at the fiber tip, likely as a result of the application
of the extraction field or the 405 nm light, or a combination
of both. This could lead to changes in the heat capacity and
heat conduction properties of the emission region, which
will influence the local thermal dynamics and the
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concomitant emission current transient. Accurate modeling
of the relationship between the electron emission rise time
and the structural changes of the tips would however involve
a detailed finite element analysis, which is beyond the scope
of the current work.
In order to validate the hypothesis of thermally enhanced
field emission, we used the 10 nm W coated fiber tip that
exhibited the fastest switch-on time (Fig. 5) to measure the
in-air temporal thermal transient that is triggered by the incident light. For this purpose, we used a nanometric thermocouple probe based on a standard Pt/Au junction. The probe
was made from a metal electrode purchased from Nanonics
imaging Ltd. The latter consisted of platinum (Pt) wire
inside of a glass tube, which was pulled at one end to form a
1 lm diameter tip. We coated this structure with a gold (Au)
layer on the outside as shown in the inset of Fig. 7. The
Seebeck coefficient of the device was inferred to be about
7 lV=K from the calibration curve presented in Fig. 7. This
value is consistent with values reported in literature for a Pt/
Au junction.35 The measurement of the thermal response of
the NSOM tip was achieved by touching the two tips using a
precision three-axis translation stage and measuring the voltage across the junction.
In Fig. 8, the result of the in-air temperature switch-on
time measurement is shown, and a corresponding temperature increase at the tip of about 18 K can be inferred. We
also investigated the effect of the base vacuum on this temperature increase, and no significant difference was observed
for a base pressure down to 102 mbar. The measured thermal half-rise time t1/2 ﬃ 21 ms is shown to be very similar to
the corresponding value of the emission current switch-on
time observed for the same tip. Therefore, we consider this
match of thermal transients and the electron emission transient after conditioning as proof corroborating the photothermal emission hypothesis. We note that the measured
temperature increase with the nanometric thermocouple is
not sufficient to fully explain the enhanced current. This is
the temperature rise at the contact point which is relatively
far away from the very apex where the temperature could be
much higher and is not directly measureable.
IV. CONCLUSIONS AND OUTLOOK

FIG. 8. (Color online) In-air temperature switch-on curve after triggering the
fiber tip with the 405 nm CW laser (black squares) and the fast optically
enhanced electron emission switch-on curve from Fig. 5 (red solid line).

We have presented the first experimental results on a fiber
tip-based electron source with a 100 nm apex size, triggered
by a CW laser at 405 nm under the action of an extraction
electric field. Our measurements show that field emission
occurs as expected for a range of coating materials, and that
the application of 405 CW light clearly enhances the emission current, with a temporal profile indicating a predominant thermal effect. While direct photoemission triggered
from the fiber has not been shown yet, this new approach
opens up the field of a new class of electron emitters which
hold the advantages of sharp emitters and, at the same time,
eliminate the difficulties of optical element alignments.
Also, we successfully fabricated a nanometric thermocouple
probe which showed to have a Seebeck coefficient comparable to the literature value, and a fast response time. Due to
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FIG. 9. (Color online) Sketch of an optical fiber tip where the size of the
open fiber core aperture can be adjusted by fiber cutting techniques or laser
ablation.

its dimensions, the thermocouple probe could be conveniently used for in-situ temperature measurement and stabilization during electron emission experiments.
In future work, we plan to investigate the effect of shorter
wavelengths in the ultraviolet, and shorter pulse durations
down to femtoseconds, on the electron emission process.
These approaches should reduce the thermal effect and give
larger photon transmission efficiencies at the tip and a higher
quantum efficiency of the emitter metal, facilitating direct,
potentially ultrafast photoemission. Also, the thickness and
material of the coating layer play a very important role with
respect to the achievable electron emission current, and we
intend to explore the effect of the variation of these parameters more thoroughly in future work. Furthermore, we found
that the optical transmission efficiency of the uncoated tips
can be systematically increased up to more than 90% by cutting off the pulled tip to larger aperture sizes as represented
in Fig. 9. Using fiber cutting techniques or laser ablation, the
open aperture size can be varied up to the size of the initial
optical fiber core of several lm. Therefore, coated fiber cathodes are able to cover an entire range of electron emission
regimes, where the predominant emission process could be
adjusted from field emission to thermal or photoemission, or
any combination of these processes.36
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